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A v.ariety of methods have been u sed for measuring blood flow 
in large vessels. However, almost all of these methods are 
unsuitable for measuring perfusion flow in tissue. 
Basic ally all attempts at p_erfusion flow measur ement have used 
either a tracer method (radio-active dyes, mi cro spheres) l, 2 or a: 
thermal method where the rate of heat clearance from a heated probe 
is used as a measur a of local flow. Tracer· methods suffer from 
the fact that they give essentially a single meas urem en t of flow 
and this only after tissue has . been removed and analysed. Thermal 
methods on the other hand can give ~continuous measurement. What 
is actually being measured in the tf,.e rmal method is the apparent 
thermal conduc tivity of the tissue in the immediate vicinity of 
the prob e . The apparent thermal conductivity incr eases with flow 
as heat from the probe is not only conducted away by the surrounding 
tissue but is also c arried away by ' the perfusing fluid. The way 
in which local perfusion is related to thermal conductivity and 
the method s us e d to measure thermal conductivity have led to 





This work deals with instrum ent at ion to eliminate some sources 
of error in thermal methods and automate the whole measur em ent 
proc edur e .' It also includes a critic al review of th e rmal methods 













1. Velocity Flow Measurement using Thermal Methods. 
Local perfusion flow measurement using thermal methods has much 
in common with ve.loci ty measurement using thermal methods and thus 
velocity measurement is discussed first. 
Hot "Wire" Anemometry. 
1.1 King's Law. 
Hot wire anemometry is a very well established measurement 
technique used ext'ensively by aeronautical and mechanical engineers. 
The basic ideas and the theory behind the operation of the hot wire 
anemometer were developed by King in an elegant paper in 19145 • 
King showed that the power P necessary to · maintain a wire at a 
temperature .6 T higher than that of the fluid flowing past the 
wire at velocity V was related to the velocity by the equations 
p 
p - D - log tv 
(high velocities) 
( low v e 1 o c.i ti es) 
A, B, C, D c_onstants dependent on 
wire and fluid 
b,T = ( T wire - T fluid) 
1.11 
1. .12 





(sometimes with slight modifications)
10 
both for hot 
w~re and hot thermistor anemometers. 
Equation 1.12, on the other hand, is usually conveniently 
ignored as it is rather more difficult to "curve fit" and 
applies to extremely s low flows. In practice over a limited 
range of very slow flows P seems approximately proportional 













Kramers has derived empiric ally more accurate equations 
de scribing heat transfer in terms of the dim ensionless Reynoldt, 
Prandtl and Nusselt nu,mbers. However, King's law in simple form 
gives quite a good approximation and is used in the following 
di_scussion. 
The term A6T represents power lost by conduction 
_l 
and BV2 ~ T the power lo st by "fore ed " convection. 
Rewriting 1. 11 in terms of the resistance R of the wire 
and the current L which flows through it : 
1.13 
Notice that R is a weak function of T for a metal {wire} 
(Pt 
_..,,. _...,, + o, 3% / 0 c) 
and that R is a st_ronge:ir function of T for a thermistor 
( typ. 
,.._, -3 to - 4%. / 0 c). -
1.2 Cons tant Current Op eration. 
In this mode_ of operation I is maintained constant in equation 
1. 13 . Let /:::,. T be the t emperature difference at zero flow and, 
0 -
as suming T fluid r emain s constant, then for a wire anemometer operated 
with small 6. T
0 
this approximates to constant power (P
1
) since R 
changes only slight l y for a change of L\ T
0 
1 
Hence = (A + BV2 ) . .6T and _l y2 
· p 
= 1 1 B ( £::.. T . - A} _ 
Thus /J. T varies inversely with velocity. 
1. 21 
To me asur e flow _;.elo city b T is measured eith er by looking at the 
volt age across R or with a separate temperature sensor . Notice 
that equation 1.21 indic ate s that sensitivity decreases rapidly as 












constant, if the velocity sudden l y decreases, the time taken for the 
hot wirff to reach the new equilibrium temperature is considerably 
longer than the equil~brium time for a similar increase in velocity . 
In electrical enginee:;-ing terms the "slew rate" and settling time 
are not the same for an increase in flow as for a decrease in ilow. 
Thi s is a result of the fact that heat is injected at a con s tant 
rate to establish a particular temperature gradient in the fluid 
under a decrease in flow, whi le heat can be transported away 
rapidly under an increase in flow. establishing the new temperature 
gradi ent almost immediately . 
For a hot th ermistor anemometer with a much larger (n egative) 
temperature coefficient the situ ation is more complicated since the 
power injected change s substantially with A  . This improves the 
sensitivity at higher velocities as the power injected increase s 
somewhat with flow . In practice, since a large .6T cannot be used 
for physi_ological probes, the increase in power is not appreciable. 
For example, assume 6 T max = 5° C • 
Typically temperature coefficient of thermi stor~4% /° C • 
Then b,.R max ~ 20 % Hen-ce maximum power increase ~ 20 %. 
A practical probl em of constant current operation is possib l e 
prob e burnout on removal from a hig h thermal conductivity fluid 
(the injected power must be quite high for reasonab le sensitivity 
in the fluid) . 
1. 3 Op eratinn at Constant-Temp erature Di.ff'er ence . 
By using suitable circuitry which adjusts the power injected (P) 
the temperat u re difference ( i6.T) (equation L 11) can be maintained 
constant. 














ThLs equation is readily solveable by a simpl e hard wired analo gue 





Since ~Ti s maintained c onstant b y adjusting the power injected, 
the se-ttling time for. a decrease in flow is considerably fas ter 
than it i s for constant current operation. Under this condition 
the prob e ' s fr e quency resp-onse is also improved . For measuring 
pulsatile flow a wide frequency response is essential. If the 
frequency response is inadequat e , then the probe eff ec tively 
averages the pulsatile non-linear velocity signal prior to 
linearization. This makes m·eaningful liilearization impossible. 
In particular for meas uring pul satile blood flow in som e of the 
· t · ·d f · t · 9 maJor ar eries a wi e requency r esponse is essen ial . 
constant 
temp 





v x p (P-AAT) 
multiplier minus square 
Vel 
probe 
Fig.l. Princip le of Constant-T emperature-
Diff erence Lin ear i zer . . 
Sect i on 1 
Summary Cons tant current systems suffer fr om long s ettling timas , 
poor fiequ ency re s pon s e, possible probe burnout and large temp e r atur e 
diff erences at s low flows. The output is non-lin ear and difficult 
to curve fit . Constant-temperature- dif f e r ence op er ation yields 
faster response, faster settling , probe burnout not possible and curve 
fitting is generally eas i er . However circui try i s more complicat ed 
than with constant current syst"ems . Bo th system s r equ i re 
comp ensation f or changes in fluid temperature . This is u sually 














Z. Thermal Metho.ds for Blood Flow Measurement in Large Vessels. 
2.1 The thermostromuhr method for measuring blood flow, first 
descrl.bed by .Rei·n i·n 1928
11 ' 12 , d t · al f was use ex ensiv y or some years, 
. th d . f . t . 13 ' 14 t . 1 . t t . wi some mo i ica ions , un i l was to ally d~scredited by a 
15 16 17 . . 
number of critic al papers ' ' which showed that gross errors 
were routinely possible and results could be ambiguo.us. In this 
method a high frequency current is passed through electrodes placed 
on opposite sides of a vessel to heat the blood flowing past. The 
increase in temperature of the fluid on the downstream side of the 
electrodes is measured, being some inverse functi-0n of flow. Al though 
thi.s method is only of historical interest now, one of the sources of 
error was due to heat transport by local p~rfusion. That is local 
perfusion in tissues surrounding the vessel as well as blood flow 
15 
in the · vessel was being measured! 




is similar to a 
constant current hot wire anemometer with the hot wire plac e d 




This introduces a larg e number of additional sources of 
2.Z Most flow-measuring systems measure velocity and volume 
flow rate i s then obtained by multiplying by the cross- sectional 
. 18 19 20 
area of the vessel. Th ermal dilution techniqu es ' ' measure 
volume flow rat e directly . A thermal indicator (usually saline) . 
is introduced into the bloodstre am at high vel9city to promote compl ete 
mixing. The t emperature of the blood Tb , the indicator Ti and 













6 . . 




where Q. = volume flow rate of indicator. 
L 
The constant K depends on sp_ecific heat and 
density of both blood and indicator and hence 
thi-s varies slightly with haematocri t. 
The. calculati.on is u sually performed using a hard wired analogue 
computer giving a direct readout
20
. The disadvantage of thermal 
dilution techni ques i s that they are single point and cannot be 
used for continuous measurements. 
Z: 3 A number of papers describing what effectively are constant 
current hot "wire" anemometer:s for blood ve:loci ty measurement have 












. In 1933 Gibbs 25 described 
the first anemomet er-type probe which he used for me asuring both 
flow velocity in large vessels and local perfusion in tissue. (See 
Section 3.) This pr:obe consisted of a constantan wire heat er and 
thermocouple temperature sensor. (Se e fig. 2.-31.) 
Wiring diagram of needle blood flo~v r ecorder. 
Solid line, copper wire ; dotted line, iron wi re ; broken line, const:inta n wire. 
J 1 and J 2, thermojunC:tions; K, constant tempe rature box; P, potc ntiomcteT 
wi th b, source or known E. :'.\(. I-'. ; G, galvanometer; q, length of constantan useJ 
:<s heating element; A, milli:l.mmcter; B, battery; R, variable resistance. I nser t 
shows large scale draw ing of uee cllo tip. 












Gibbs alternately measured flow and blo-od temp_erature by 
switching th
1
e constantan heater on · and off. He could thus test 
whether flow artifacts were being introduced by slow variations in 
blood temp erature . . He also suggested that by placing the 
reference (.cold) thermocouple j~ction in the same vessel more 
rapid temperature changes could be automatically compensated for. 
In 1944 Benn et and co-workers
21 
at Harvard University 
published an excell ent paper on a cannulated constant curr ent hot 
wire flowrn et er. (Fig. No . 2."32 .} The cannula they used reduces errors 
due to changes in the caliber of the vessel which Gibbs 25 had 
mentioned as a possible source 'of error when probe s are calibrated in 
terms of volume flow instead of velocity. More important, however, 
it maintained the probes at a fixed p_osi tion near the centre of the 
vessel so that the s lower blood velocity at the ve sse l wall was 
not measured . The major contribution of this pap_er was not the 
car efu lly d evelop ed hardw.are but rather the discussion of most . 
source s of error inherent in thermal methods of det ermining blood 
flow, a numb er of which had not been appreciated by previous workers 
and some of which do not se em to have been appreciated by subsequent 
workers. 
( a) 
The most important criticisms were : 
"Thermal methods cannot be r elied upon to record 
rapid phasic changes in fluids involving phases 
of very slow flow or of complete s toppage . The 
thermal l ag of fluid surrounding the heated 
elemen t is such th at several seconds may be 
required f o r equil ib rium to be attained after 
flow stops ." 
(b) . "Uneven temperature in various portions of a 
given blood stream in a vessel may be present" 
( especially near the junction of two vesse ls) 
"to a d egree sufficient to cause. temperature 
changes in the heated e l ement ~ falsely 












( c) "The temperature of the heated element does not 
bear a linear relationship to flow. Hence, when 
pulsatile. flow changes are present, an in.tegrati_on 
of voltage · OL resi s tance changes by a recording 
system will not represent a true mean f .low." 
(Al though not directly stated her.e by the authors, 
this also app·lies to integration inherent in a 
slow probe response time i.e. poor frequency 
response.) 
(.d) "Fluid moving 1.11 either direction cools a heated 
element equally w:eJ.l, and, hence, phasic back 
flow will record as forward flow." (This is 
true but errors tend to cancel at v .ery slow·. 
flows as warmed fluid ' is carried back to 


























I \ If ~ . 
.-::.-!: = -:;:-::: =·°' d'!=a. 
A· COPPER LEAD WIRES 
B· STAY YllRE 
C· FLASTIC TUSING 
0· PLASTIC SEAL 
LE GEHO 
C • HOT JU Ne TI OH 
r • CC(.0 JUHCTION 
C· NICHSletlE HEATER 




I· HOT CHROllEL OR COPPER 
J· COLO CHROllEL OR COPPER 
It· l.IETAL OR PLASTIC CANNULA 
. L• BEADS 
DIAGRA~nrATIC C Ross S ECTt o:-; A:>D L o:>Gn c o 1:-;AL S ECTJO:-; OF FLO'i'.~I ETER C.-1si-; u LA 















The authors concluded that, even though their equipment was 
more accurate ( accu:r:acy ± 10% in model experiments) than thait of 
pnevious workers 
"the.se limitations, when combined with the gre.at 
difficulty encountered in att.emp_ting to free completely 
the heated element from varying environmental 
factors, appear to be suff.icient to render. 
unlikely the development of a veiy satisfactory 
blood flow recording system utilizing the · the:r:mal 
p_rinciple:." 
The above criticisms, al though valid, have: been overcome or.. 
r.educ ed by more modern instrumentation and constant-tempe.rature-





has described a numb e.r. of constant-current 
probes using two thermistors connected in a bridge cir.cui t for 
temperature compensation and sensing. His mo st :r:ecen t paper 
( 1973) describes a catheterised probe with modern instrumentation 
to simplify operation. The heater is constantan wire attached 
to a small silver tube. wh ch is partially exposed to the blood . 
( Fig. No. Z. 33. ) 
-
Fig.No. 2-: 33. 
constantan wire 0 ·05mm dia. 
I 
catheter 
Construction of l/owmeter, showing catheter 
and thermistors. Th e arrows show heat loss by 
convection from the silver tube 
Sources of error, however, are the same as listed by Bennet et al 
above. In fact, the probe probably has a longer settling time 
due to the additional th ermal capacity of the silver. The injected 












and could cause high probe temper atures at slow flows. Considering 
these factors this probe seems suitable only for determination of 
non-pulsat i le high velocities. 
24 
Juhasz designed a hyp-odermic probe containing two 
thermistors. In this design the thermistors are connected in 
a bridge configuration so that self heating of both thermistors 
occurs. (This is also similar to early work of Delaunois.} One 
thermistor exp-osed to flow is cooled by forc ed convection, while 
the second thermistor inside_ th e probe is designed to compensate 
the bri.dge for slow temperature variations of the blood. The 
design requirements of not sensillg flow by having a large thermal 
resistance from the second thermistor to the blood and yet sensing 
temperature changes ra~idly seem incompatibl e . Juhasz claimed 
only qualitative results for his p_robe, p_artly because of the long 
time constant of his flow sensor. Simple circ.ui try could operate 
the_ two thermistors at diff_erent power leve ls making the design 
compromise for the temperature sensor unnecess:ary. However, the 
problems associated with constant-current op_eration would still 
remain. 
z. 4 Con stant-Temp er ature-Diff e r enc e Blood Velocity Met er s . 
Therm al blood flowmeters operating at a constant temperature 
differ ence_ (s omet im es called iso t h ermal flowmeters} date_ from 
the lat e- nineteen fi f ties at a tiine- when discrete operational 
amplifiers were s tarting to be widely u sed . Melland er and 
Rushmer 27 in 19 59 described such a flowmeter using a catherterised 
probe containing a compensated thermistor temperature senso r and 
con stantan wire heater. The. voltage supplied to the heater was 
controlled by feedback from the t emperature sensor and power 
deliver e d to the h eate r was measured by squaring the voltage. 
Accuracy in model experiments was 5% for a decade range of 
flow rate_s . Ov er this rang e the output was lin ear l y proportional 












King's law to be at least approximately obeyed. One possible 
explanation is probe construction. With a separate temperature 
sensor and heater it might be. possible that with increased flow: 
a temp erature gradient wou.ld be established from heater to sensor. 
Und er thes e. conditions the temperature difference from heater to 
blood established by the feedback'would increase with flow tending to 
linearize the response. This linearization would be critically 
dependent on mechanic al construction of the p_rob e • 
. Bellhouse and B ellhouse
28
- in 1968 described the construction 
of thin film platinum probe.s for blood velocity measurement.(Fig.2 . .41) 
'""'~--
Pla t inum : : 




Capper lea ds 
0 ·75 mm 




(a) Constniction o f Hush-mounted prub~; 
(b) const ruction of element for needle probe 
Thin film velocity probe in hypodermic needle 
of 0 · 75 mm outsiue diameter 
Fig • . 2 • . 41. 
Sinc e this is a thin film probe it offers a wide frequency response 
althoug h sens itivity is an order of magnitude low er than that of 
a th ermistor probe. Th e au tho rs used general purpose Di s a ( R) x 
anemometry equip_ment for constant temperatur e op eration and 


































1 2 . 
linearization (King's Law). No temperature compensation was 
employed to maintain constant temperature difference so large 
errors could be expected from blood temperature variations . 
This probe should be capable of h i gh performance w·ith suitable 
instrumentation. 
Grahn et al in 1968
29 
described a catheter tip constant-
temperature- diff e rence flowmeter u sing thermistors . This 
d esign used - a se l f - balancing bridge in which the thermistor acts 
as both temperature. sens o r and heater . Wi th this mode of op era ti.on 
a bandwidth of greater than 100 Hz. was achieved . (. This is better. 
than most e1ectromagnetic f l owmeters which usually have a l imited 
hlndwi dth to reduce. spu rious e.m . . g •. , e. e . g . and noise signals ! ) 




P = ( E + F log V) .6. T 2 . 4 1 
E, F ~onstants 
V b l oo d velocity 
P p ower supplied to heater 
( t h e thermistor) 
LiT temperature difference 
blood to heater ( maintained constant ) 
LOG VE LOCITY c m set-1 
10 ~o 100 


















temp er atur es . 
Notice 
dis sip at ion 
factor is a 
weak functi on 














Power was measured using a mul tipli_er with the output using anti-log 













,-----------~---...:... ____ _) .; 
LOG v 
Instrumenta tion block 
diagram. RThi = velocity sensor; 
RThz = temperature sensor; 
R Th3 = direction sensor; E and 
I = veloci ty sensor voltage and 
current ; A, +1/B, -1/B = cali-







I = ( ... 
/ PEAK- v max 
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The problem of forward and reverse flow both yielding a positive 
output was overcome by sensing flow di~ection with an additional 
thermistor to sense heat transported from the_ heated thermistor 
(fig .2. 44 ) The dire.ction signal was u sed to switch the gain 
of an amp_l ifier (connected to the linearized v.eloci ty signal) . 
betwe en plu s or minus one, thus res toring the directional 
information. (Fig; 2. 43.) 
Ro~ ~ Rft 
~----.[yi 
.. ________ RT1 - · 
Velocity probe -used in direction sensing. 
Heat flow from velocity sensor R:E, 
det ec ted by direction sensor RD. 
1 
Temp erature compensating thermistor RT . 
1 











14 . . 
The same authors in 1969
30 
refined their flow. measuring 
system by using two flow sensing bridge circuits with the prob~ 
physically arranged tFig. No.Z.45) so that only one sensor 
measured forward flow while the second sensor measured only 
revers e flow. The two signals were th en linearised as b efore 
and the results subtracted to give an output including directional 
inform a ti on. 
Fig.2.45. 
Section 2~ 
Mounting of velocity sensors 
R and RF provides shielding 
F_l 2 
from flow in one direction for 
each velocity sensor. With 
up-stream inserti.on of catheter 
RF i.s shielded from forward flow. 
1 
Temp_erature compensating 
thermi.stor RT is mounted at tip-. 
1 
Summ~ . Blood flow me asur ements using thermal methods h ave 
been refined over the years until re sults now. compare quite 
favourably with electromagnetic flowmeters, particularly as far 
as frequency response is concerned. This may be useful for "beat 
by beat" analysis of pulsatile flow, especially as the catheter is 
pushed closer to the he art. Almost all the probl em s encountered by 
early workers have_ been eliminated in recent designs. This is the 
result of : 
(a) constant-t emp eratur e-differ ence op eration which offers 
the same imp_rovem ent s as in conver..tional anemometry; 
(b) careful probe de sign ; 
( c) inst r u mentation to permit lin earization; 
(d) using a single self-heated thermistor as flow sensor. 
29 ' 30 
The equipment designed by Grahn e t al ' probably offers the 












SECTION 3 . 15. 
3. Perfu sion Flow Measurement u sing Th ermal Methods . 
In this section previous work on perfusion flow measurement 
using transient and steady state thermal methods is discussed . 
General problems of thermal methods of perfusion flow measurement 
are also discussed . 
3.1 The Diff erence between Normal Veloc ity Measurement and 
Perfusion Measurement . 
. In section 2 blood velo.ci ty measurement was discussed in the: 
l ight of conventional hot "wire" anemometry . Blood volume flow rate 
c.an be calculated from the ve:1oci ty if the cross- sectional are.a of the 
vessel can be measure.d ( e . g . ultrasonic ally, X-rays ). Velocity is 
actually measured at a sing l e point and for the volume flow calcular-
tion to be correct the ve loc ity profi l e across the vesse l is assumed 
31 
to be blunt • The thermal ( "hot wire ") probe strictly measures 
"ap.Parent" thermal conductivity, not velocity . However, und er fore ed 
convection (flow) the rate of local heat cl earan ce changes with 
velocity increasing the apparent thermal conductivity . In a s:iimilar 
manner lo cal perfu s ion measurement u sing heat ed probes measures the 
appar en t local thermal conductivity of the tissue- bed through which 
fluid is perfusing. The per.fusion prob e he ats a smal l volume of 
tis sue containing a matrix of vessels . Fluid perfusing throu g h the. 
vesse.l s increases the rate of h eat clearance from the matrix and hence 
:from the P.robe . The temperature gradient in the immediate vicinity 
of the probe will thus also change with flow. Notice that the measure-
ment take s P.lace within a volume of tissue and the radiati.on r esistance 
from the heat sour.ce to the fluid depends on the physical prop·erties 
and construction of the matrix with in this vo lum e . Notice also that 
the thermal capacity of the tissue in the sphere of in fl u enc e of the 
probe incre ases the time taken to estab l ish a new temperature 
gradi ent when a change in flo w occurs . This aggravates the problem 
of slow sett ling time mentioned previously . ( Section 2.) 
The unit s of l oqal perfusion flow are conventionally quoted in 
the lit erature as milli litr es per 100 grams of tissue per minute 
( ml/lOOg / min ) or cubic centim etres per hundred cubic centimetre s 













ill-defined when one considers that under flow condition s the 
volume of the tissue-bed will change depending on blood pressure, 
degree of local vasodilation or whether blood is being stored in, 
x 
or dischar g ed from, the organ. If the tissue volume. is measured 
when the tissue has been well drained of fluid, then the volume will 
depend on the rigidity of the tissue matrix. The measurement of 
"well-drained" mass would appear the most repeatable measurement. 
3. Z Probl ems of P erfu sion Flow Measurement. 
Bill 3 in 1962 performed a number of model experiments to show.· 
under what conditions thermal methods of perfusion flow measurement 
could b e expected to g ive reliable results. In these experiments 
Bill investigated the flow through polyethylene tubes embedded in 
blocks of ge latine. His perfusion probe was a constan t-current 
thermocouple syst em simil ar to that of Gibbs
25
. 
From Bill's first experiment summarised in fi g .3.21 it can be 
seen that probe sensitivity is reduced with increasing vesse l wall 
thickn ess and that at faster flow rates the change in appar ent 
thermal conductivity ( .6K) approaches a constant value. Bill 
defined the flow rate F5o as that flow rate (for a particular 
diameter tube) at which the thermal conductivity increment ( iJ.K) 
was 50% of it s maxinmm value. This enabled him to define an 
"arbitr ary ac c eptable flow range" for a particular diam e t e r tube -
that is th e flow range from 0 to twice F 5_0 over which changes of 
flow give reasonable changes in /1 K compared to the maximum 
change in 6. K. It should also be pointed out that over this 
arbitrary acc ep tabl e flow r ang e £:,. K varies approximat e ly linearly 
wi_th flow. 




0 0.1 0. 2 0 l C ..\ 0.5 ml/min. 
FL OW OF \'>ATER 
The rela tionship be tween ,JKand fl ow 
of water. Th e model used is shown inse t in 
the fi gure. Th e probe was placed close to a nd 
in para lle l , ,·ith the polyethy le ne tube, which 
had an i11 nc-r diameter of 0.36 mm, wa ll 
th ickness 0.20 nun. Cu n ·e .-\ was obtai ned 
when there was no extra layer of pol,·e thyknc 
added to th e tu be, cun·c B when one ext ra 
layer, thickness 0.20 mm, h ~d been added to 
the tube wall, and C when two ex tra la yers 
ha d been added. Arrows a t value F.,. 
x( For exam::_Jle it h as. been s uggeste d by Herrick et al 34th a t p e riodic 
fillin g an d " err. :;:i t yin g " of th e liv e r o c curs. Unfortunately th eir 
paper is based on measur ements made u sin g the not v ery reliable 


















for a particular diam ete r tube . . 
v5o 2 ( r radius of tube ) 
T( r. 
Curve M on fig . 3.22 shows v
50 
varies inversely with t ube 
di am et er. 
mm/s t c .r-------------~ fTlm/ st c_ 
. The relationship be tween V,0 and 
the inner diameter of the tube in the 
model experiments. Solid circles repre-
sen t values obta in ed with fl ow of wafe r 
th rough polyethylene tubes embedded in 
20 % gelatin. Curve M connects these 
va lues . Solid squares represent \·alucs 
obtained with fl ow of wa ter through 
tubes in 10 or 30 % gela tin , open circles 
values obtained with fl ow of blood in pol-
yethylene tubes embedded in 20 ~ ~ gela tin, 
open squares va lues obt a ined with fl ow 
of water through channels in 20 % gela-
tin. Approxim ate values for the mean 
linear flow velocities in tissue vessels a re 
plotted against the corn:spondirig diam-
eters. Cun·e /I. gi,-es the values for the 
arterial side, curve V those fo r the venous 
side. 
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On the same gr.ap h are approximate val ues of ani-erial and venous 
mean blood ve l ocities for the corresponcing t ube d i ameters
32
• 
From the graph it ca,_v1 be seen that a much wider range of flow--
velocities falls withi;n the arbitrary ac c ep_table range of flow s 
for very fine tubes . Also, if the blood velocity exceeds mean 
values b y at most 100 %, the maximum- sized arterial side vessel 
diameter for which the probe i s suitab l e is ~ O, 18 mm ¢max. 
and for the venou s side ~ O, 5 mm ¢ max. If -the average flow. 
velocities are rarely exceeded. the limi ts should then be O, 23 mm 
max. for arteries and O, 65 mm max . for veins . The thermal 
condu ctivity of polyethylene is in the same range as that of human 
tissues( see fig .3. 23) and from fig.3.21 v
50 
i s essentially constant 
independent of the tube wall thickness . Hence t h •se experim ents 
should repr esen t f air l y accurately conditions in human tissue . 
One possible diff e rence in tissue would be changes in vess·el 











-· --------------,------------------- - -- ---
Substance 
10 % gcbtin ..... . ········ 
20 % gelatin .. . .. . ..... ... 
30 % gelati n .... ..... .... . 
Polye thylene . . ..... . ···· · · 
\\"ater ... . .. ........ . . . ... 
Li\'er, rat ... .... . ... ... . . 
t,i,·er, dog . .. ... .......... 
Kid ney, rabbi t .. . . · · ·· · ·· · 
11uscle, hum:tn .... . . .... .. .. . 
Blood, hu man ... . ....... . 
Steel . ... ... . .. . . .. . .. . . . 
Ethyl alcohol .... . ... ........ . 
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f G JL'>.YSOX (1 9j2) 
G:n.-.YSOX (19j2) 
I C:P_-.vsox (1 9j2) 
! F RITZ (J 9ji) 
I H o :>GB!A-" (1 9j8) 
I G1:..-.\30X (!9j2) 
I I G ;:..•..F et al. (19 j7) 
. C~-."t"SOX (1 952) 
r 
et al. ( 1 95~) 1: H ;:...;sEL 
1: Sr·ELLS 
(1960) 
i' H o o cnrAx (1 958) 
I. H oDGDL.\X (1958) 
Bill's other experiments (figs. 3. 24 and 3. 25) show t hat 
18. 
fluid flowing through ve sse l s in the immediate vicinity of the 
probe almo st totally scre ens the effects of fluid flowing in other 
ves s els. On the other hand the eff ect of vessels not s creened is 
approximate l y the sum of t he effects of the vessels acting separately. 
( Fig . No • 3. 26 . ) As would be expected when s cr e ening does not exist 
vessels more dis tant from the prob e have les s effect . (Fig. 3. 24.) 
Arb. units 
~ :~r .., 20 
. 0 




10 minut e s 
1•2 1+2+3 1•2•3•4 
. .. . The infl uence of fl ow throu gh di-ian t tu~cs on the probe, ,,·hen the re is not, respectively 
1s, fl ow through tube;; placed in between the distan t tubes and the probe . Th e model used is 
show? inset in the fi gure. The probe was sir ed close to one of 4 p:n ::dk l tubes placed deep in 
gcla trn . ln ncr cl1.1mc tcr of the tu bes 0.3G mm, wa ll thickness 0. 20 mm. The flow ra te in each 
tu be was zero or o .. f m l per minut e .. 











The rd:iti,,.;shio between the dKand the 
:=: o,,· \\"ht'n the pr,,b<: was influenced . uy flow 
1hrouch tw<> tube:; . The model used is shown 
i.!1.5et in the figure. T he proue was placed close 
10 one of t\n :> µ'01' ·e:hyknc tubes, inner diameters 
0.36 mm, wall thicknt-ss 0.:20 mm, placed 111 par-
.:;.__ id. Cun·e . .\,,·:is obt :iined ,,·hen there was fl ow 
,; ;o.h· through tube I. cur,·e B when the1:c was 
;;: ,;-,;. onlv throuch tube 2. (The tube without 
:'.0w wa; filled ~,· ith " ·atcr. ) Cur\'e C was ob -
::i.ir.ed when there w:i; the same fl ow through 
oo<h the tubes. T b: abscissa gives the flow 






0.2 0.3 O .~ O.S ml/min. 
FLOW OF WATER 
Fig. No.3.25. 
The relationship between dK and the 
.flo~v wh en :he probe was inf1uenn:d by the fl ow 
in two tubes. T he model used is shown inse t in 
1hc figure. Th e ?robe ,,·as placed close to one of 
two polyeth ylene tubes, inne r d iameter ? .361:1m, 
" ·:i.U thid-. ncss 0.:20 m m, th e other being s1 tccl 
21 some cl isr:>.ncc fr0Il1 the probe, but not screen-
~-d bY th e cl ose:< t tube. Cun·e .-\was obtained 
"'-ith ·no"· 0111'· th rouch tuue I, curve J3 witlt flow 
(".;1ly throu::;!; wbe -:2 :incl curve C w ith fl ow 
through t he two tt.:bcs ;:it the same time. The 
2b sci,;s:i gin:·; the f.cy, ,· through each tube. \Yhen 
1h-:-r e wa~ flL' '-" only through one tube the other 







~~TU3E S -----C 
----A 
0.1 0.2 0.3 0.4 0.5 ml/min. 
FLOW OF WAT ER 
Fig. No.3.26. 
19 .• 
Bill's experiments show that the i deal condi ilions for placing 
a heated perfusi.on probe exist in homogenous ti ssue containing 
a l arge number of very fine vesse l s . The worst conditions exi.st 
where the probe is plac ed near a sing le large diameter vessel. 
Under thi.s condition even qualitative r .e s ul ts will be poor sine e 
v
50 
wi.11 probably b e exceeded and large changes in flow wi.11 give 
only a small change in output. Under this condition sourc e s of 
error may give. larger changes in · output than the measured quantity. 
For this reason curve fitting is not p_ractical and the only useful 
output occur s i.f flow in tha tube almost comp_letely ceases! 
Bill also s howed that the screening effect of the t ub es 
near est the prob e ~as such that the effective spher e o f influence 
with flow throug h th ese tubes was of the ord e r 1. 5 mm . While 
33 
Grayson showed that under zer o flow condi ti.ons th e sphere of 












tissue beds may vary in fluid content at different times. This 
may result in variations in thermal conductivity whi.ch bear. no 
relation to flow. This becomes a serious problem if the fluid 
has a very different thermal conductivity from that of the tissue. 
Fortunately blood has a thermal conductivity very much the same as 
that of a number of different types_ of tissue. Tissue: containing 





cal/cm / sec/°C 
4.77 X 10-4 -do-
See also fig. 3.23. 
4 (Graf et al) 
(Spells) 
Notice that a probe placed in tissue containing an appreciable amount 
of fat may give erratic results due to variable amounts of fat from 
site to st te. 
Another source of thermal conductivity variation which is not 
related to flow is the variation of thermal conductivity of blood and 
and tis sue with temperature. This variation for blood only can be 
seen from the changes of dissipation factor at different temperatures 
shown in the graphs of fig. 2.42. Notice that this complicates 
comp_lete temperature compensation unless the working temperature 
range is restricted, a factor which does not seem to have been 
generally appreciated. 
Errors induced by temperature variations are probably amongst 
the worst kind in thermal flow-meas uring systems because they are 
likely to introduce the errors when changes in flow occur 
making these errors more difficult to d etect or guard against. 
Apart from the thermal cc.mductivi ty variation already mentioned 
(whi ch is a second-order effect for a small temperature range) 
errors arise from steady-state temper ature gradients and transient 
t emperatu r e g r adi ents. Tran s ient temperature g radi ents are likely 
to occur un d er ch_~ges in flow_ since the blood's cooling effect38 
on l ocal metabolic heat sounces changes with flow. This app lies 












and the brain. Birnie and Grayson 
37
, in experiments on rats, 
showed that not only do changes of flow oc~ur in these organs 
following the ad.ministr ation of pharmacological preparations 
but also rapid temperature changes which are probably the result 











The efkot of ether on temperature distribution in the rat. 
Fig. No .3.27. 
Temperature gradient problems are particularly serious in the 
brain according to Newell and Powers who report
38
- spatial gradients 
in cat brains ill excess of 0,1°C/mm over a 5. mm range and transient 
temperature changes of up to 0,2°C/min after the injection of 
epinephrine .x Errors due to tem£erature gradient effects result 
from. the fact that in both constant-current and constant-ternperatur:e-
difference probe s th e difference b etween heated probe temp erature 
and "ambi ent " tissue tempe rature must be sensed normally requiring 
two spatially separated sensors which are then prone to temp-ere.ture 
gradient errors . (W ays of overcoming thi s problem and detecting 
artifacts are di s cus sed in later sections of this the si s.) 
x t f S hm . dt d . 
39 h ] . d This di s ag rees with he work o c i - an Pierson w. o c . aime 
that only flow changes occurred in the rr.edulla of cats after 
admini s tr at ion of chemical agents or after changes in chemical 
comp os ition of the blo od. However they performed only very 












One source of possible error using heated probes that has not 
been thoroughly investigated is the possibility that the elevated 
temperatur e in t h e immedi a te vicinity of the probe may i .t se lf chang e 
the. flow rate. Stow and Schieve 
40 
in measurements of blood flow in 
human skin me a sure.d the me.an temp_eratur e coeff.i .cient of flow: . as 
+ 39 %/° C How.ever, th e range was - 57% to + 81%/° C • 
41 
Lipkin and Hardy using an infra red source and a radiometer 
measured the in er.tia f or surface. heating (K,PC) .. of_ a number of 
human tissues including in vivo tests on human skin. (K - thermal 
conductivity. p- density. C - - ther.mal capacity.) 
From fig. 3.28 it can be. seen the. thermal conductivity 
incre a ses slowly with temp erature as the skin heats up until 
eventually skin temp_erature actually drops slightly. These authors 
sugg ested that the large increase in KfJC with temperature was a 
result of t he local passive dilation of the p e ripheral v e ssels in 
· the skin area being heated. x Whether. t h e same phenomenon occurs 
for other types of tissue. for the very much smaller. quantities 
of heat injected by heated p erfusion probes do e s not seem to have 
been thoroughly investig a t ed, although some data which sho~ the 






HUMA~ J SKIN 
6 - EXC<SED 
• - t~O e LOCO FLOW 
O-L-~~~~~-T~1 ~~1 E~-rS~E~C~O~~;~)~~-~~~~~ 
2 0 4 0 60 o.,;) !CO 120 
Chang e• in I·,x- of nor mal liv in:; ;kin afta 3 
exposures (cros.,·/i, 1/( /1,.J) to tl11:rin :d ra . li :1tinn of 0 .045 
ca l/:;<:«/ cm'. 
Increase in sur face tempcratur~ oi l'xci,;cd hum::m sk in, living hum:i.n skin with blood flow occluded a n<l 
normal human skin irra<l ia tcd wi t h 0 .05 3 c:ll ·,;cc, cm' . 
Fig. 3. 28. 












One possible source of error which is difficult to ass.ess-
is that arising from local trauma after J!:robe insertion which could 
change the flow pattern near the P.:r:obe . This app,lies p_articularly 
to chronic implantati9n. Some of Grayson's exper im ents on rats 
gave results wtich seemed consistent over a period of some days . 
(Fig. 3. 29. ) 














· ~ 38-0 
. . 2 3 " s 6 7 8 
Time after implantation (days) 
Temperature and liver blood-flow variation.• in the rat. 
Fig. 3. 29. 
3.3 Previous ·Work on P erfusion Flow -Measurement can be. 
a.onveni ently divided up into three sections: constant current, 
c·onstant-temperature diff erence (thes e are "steady state" methods) 
and transient methods. It is interesting to p_oint out at this 
stage that an exact current flow - heat flow analogy can be used 
to predict temperature distribution in the vicinity of a heated 
probe. This is useful to the electrical engineer as the problems 
become more familiar and, more important, bx using an app_roximate 
lump ed-paramet er equival ent circuit problems can be solved using 
simple netwo rk analys.is. Bill's re.sul ts quoted above, for example, 
c:ould have b een obtained qualitatively v e ry simply using this 
analogy . Electrical engineers commonly use this heat flow 
curr ent flow lumped-parameter analysis for designing h e at 
- k . 42 sin lllg . 
Steadv state methods measure eithe r the final temperature 












or the power required to maintain a constant-temperature 
difference (probe to tissue) once a stationary temperature 
distribution a round the probe has been established. Transient 
methods, on the other .hand, e.ith er measure the initial rate of. 
he ating of a probe under conditions of constant po wer injection 
or the r ate of heating under flow conditions and with flow to the 
region stopped. The latter method involves a complicated 
calculation to compensate for local metabolic heat production 
this is conveniently performed with a minicomputer. 
The first p_erfusion probe was that described by Gibbs
25 
in 1933. (S ee sec tion 2 • . 3.) This w.as a constant-curr ent system x 
which he used for. measuring both blood velocity and perfusion 
flow.. Gibbs commented that "standardisation"_) ( i. .e. calibration) 
even if carried out for each experiment was not very reliable 
and sugges ted that the probe should be used only for qualitative 
assessment of flow. 
Since Gibbs' s work a number of workers h ave built constant--
current systems. In 19 59. Mowbray
50 
described a hypoder mic-mounted 
system vir.tually identi."cal with that of Gibbs for which he claimed 
high linearity , results repeatable to betteT than 10 per cent and 
calibration in glass wool placed in water such that the thermal 
conductivi ty was the same as that of tissue at zero flow. 
Considering Gibbs' s work and Bill's model experiments these c.laims 
seem very <iubious and no other workers have been able to obtain 
similar re sult s . S ee a lso Bill's comments
3
on Mowbray' s work. 
Juhasz 24 , Hancock43 have d escribed what are eff ect ively 
constant-current bridge circuits u sing self-heated thermistors. 
(S ee previous comments on Juh asz ' s probe. S ection 3. 2 ) Hancock 
us ed two hypodermic p_robes, one flow sensor and one t emperature-
comp ensating senso r. How ever in vivo his equ i pment was 
awkward to use requiring fr equent balancing . Hancock a lso 
x (As pointed out earJ. i e r this approximates to constant-power 














showed theoretically that for the flow - conditions in vessels 
K . r L . t 0 j.h . ( . 3 5 4 ) ing s aw 1.s correc . -'-' er workers Linzell , Graf et al 
have shown experimentally that this law is only approximately 
correct, while Grahn et a1
30 
as mentioned earlier have shown 
exp_erimentally that a logarithmic relationship fits the curve 
more accurately. A number of workers have used probes similar 
to that of Gibbs for measuring blood flow in bones. Shaw.
46 
for example, used a Gibbs probe with a chopper-stabilised 
amplifier to measure the thermocouple voltage to obtain qualitative 
measurements • 
.An interesting variation of Gibbs's probe was described 
by Schmidt and Pierson
39
. They used a silver rod placed in 
a vacuum flask containing ice •. The other end of the rod with 
a thermocouple attached was used to measure local perfusion 
flow in the brain. Perfusing blood warmed the probe instead 
of cooling it. The equilibrium temperature measured by the 
thermocouple depended on flow.rate. Using a cooled probe enabled 
a larger temperature difference to be used ( ~T~l0°C) . 
Unfortunately the probe was rather unwieldy and the results 
obtained are suspect since no temperature correction was 
employed. (A careful compari s on with the work of Grayson 
37 
seems to indicate th a t some of the results are definitely artifacts 
introduced by uncorrected temperature changes.) 
The first con stan t-t emperature-diff er enc e perfusion 
measurem ent system was that used by Gr ayson (1951) who called 
t . t 1 1 . t 33 G his method of measuremen in e rna ca orime ry • rayson 
used a h eated t h e r mo co up l e flo w s en s or with the temperatur e-
compensating (cold) couple placed nearby in the same tissue. 













Int.crn1d calo.-inwtry. CC"ncrnl circuit. lntorrnptcd line~ , con"tnnt1Ln wirn; continuo11ti lineR, 
coppur wiro. 
Fig. 3. 31 illustrates the essentials of the apparatus. The recording instrument consists of a constantan 
wire (c.w.), with twq fine gauge copper wires , the heater leads (u.L.), soldered to it, one at the tip and 
I.he other 2 mm below. A further copper wire, the thermocouple lead (T.w.), is soldered to it 0·5 mm 
Jrther back. The constantan wire and the thermocouple lead together form the recording junction 
(R.J. ). With the instrument em bedded in animal t issue t he ga.ivanomcter (K) calibrated by means 
of the resistanc.e (R) records the tissue temperature in relation to the cold junction (c.J.), which 
may be inserted in a De~ar flask or alternatively embedded in a di ffe rent 'part of the animal. 
Heating current may be supplied ei ther from a source of c.l.c . such as a storage bn.ttcry, or from tho 
a.c. mains . In the present work tho a.e. ma in8 have been preferred. The ma ins voltago is stepped 
down first by means of a Va riac autotransfo rmer ( V) which enables t he outpu t to bo delicately 
and accurately varied from 0 to 2.J.O V. The Va riac output is fed through a fixed tra.nsformer (F), 
input 220 V, output 6 V. The adjustable head of the Variac thus enables a very fine control of output 
voltages over the ra nge 0 to 6 V. An ammeter (A) records the current in the heating circuit. 
The squa re of the current is also recorded directly, using a Ca mbridge Vacuo junction (T). This 
instrument consists of a thcrmojunction attached to a vacuum-mounted filament heated by t ho 
current to bo measured. The current generated in the seconda ry thermoelectric circuit is thus 
linearly related to tho square of the primary current. 
26 • 
By mlillually adjusting the cu rrent to the heater Grayson maintained 
a con stant-temperatur e difference probe to tis s ue of 1°C Under 
these conditions the power inject ed LS directly related to the 
thermal conductivity of the ti ssue in which it is p l aced. 























































The relation between 12 and thermal conductivity (k) . Interrupted line, needle recorder; 
continuous line, standard recorder as used for implantation. 
Fig. 3. 32. 
27. 
Grayson showed that over the range of flows measured in isolated 
p_erfused organs the apparent change in thermal conductivity with 
flow was linearly related to flow rate and did not vary appreciably 
from site to site in the same organ. From his experiments he 
suggested tentatively that by multiplying this thermal conductivity 
incremen t (in cals/cm/sec/
0
c) by 12.5 the flow rate in ml/ml tissue/s e c 
could be obtained. 
Unfortunately since Grayson's initial work subsequent 
investigators have shown that this linear relationship between 
flowrate and 6.. K i .s true only tinder certain conditions and for 















investigated Grayson's work and in model experiments 
in glass tubes showed that the conductivity increment was 
approximately proportional to flow. only at low flow rates, King's 
Law being approximately true at moder.ate flow rates while at high 
flow :r:.ates no further change in c.onductivi ty occurred. The 
electrical insulation on the heater p_robably also acted as a 
thermal insulator at high flow rates causing thiB final reduction 
in sensitivity. Linzell was critical of Grayson's work and 
claim ed that his own results showed a very much larger spread. In 
experiments on goat udder perfusion s his results could not be used 
even qu ali tati vely al though he tried connecting a numb er of thermo-
couples in parallel to obtain an average for a number of sites . 
(This seems a very dubious method of summing thermocouple signals. 
It is also prone to gross errors from temperature gradients .) 
Linzell also claimed that d.c. heating introduced errors due to 
the Pel tier e.ffect at the heater's copper-c onstantan junctions 
and suggested that only a.c. heating should be u sed . 
4 44 
Hensel and co-workers' used Grayson's 
method of internal calorimetry but constructed 
their constant-temperature-difference probe in 
the form of a needle containing the heated 
thermocouple at the tip and the reference (cold) 
junction a short distance from the tip. (Fig. 3 . 33) 
Hensel produced far more repeatable results 
than those of Linzell but showed that a linear 
relationship between conductivity increment and 
flow occurred only under certain conditions of 
probe placement and suggest e d the probe was 
generally best suited for qualitative assess-
ments of flow. 
Schcmatisicrtcr L!ingse 
und QuerschniH <lurch 
die Sondenspitze. 
Fig.3.33. 












Recently Kopaniky and Gann ( 1971) 
45 
described initial work on 
a constant-temp erature-diff erence probe using a heated thermistor. 
These authors used a probe cons isting of two thermistors in close 
thermal contact mounted at the tip_ of a g lass rod. One thermistor 
acted as temperature sensor while the other acted as heater. 
Feedback from the temperature sensor to the heater maintained the 
prob e at constant temperature. A second unheated probe compensated 
for changes in local temperature, thus maintaining the probe at a 
constant 2.5°C above tissue temperature. It should be pointed out 
that glass is a poor probe material because of its l arge thermal 
capacity. This criticism applies to Hensel's probe as well. 
Init ial tests u sing this probe showed a linear relation between 
flow rate and conductivity increment (power injected) in isolated 
thyroid glands. 
38 
Even more r ecently Newel l and Powers (1974) h ave reported 
testing a similar p_r:obe for measuring flow. in cat brains with very 
vari ab le results which they claimed were a result of large local 
temp e r a ture gradients . Using a sep_arate heater and sensor in the 
flow probe has the disadvantage, compared to a single. self-heated 
sensor, of an additional 1 ag in the feedback loop_ as well as a 
doubling in thermal capacity of the sensor. 
A detailed discussion of transient methods of perfusion flow 
measurem ent is beyond the scope of this review but results and 
methods are discussed heuristically here. In reading some of the 
liter ature on transient methods it should be borne in mind that a 
numb er of criticisms levelled at ste ady state methods apply only to 
cons tant- current prob e s similar to th at of Gibbs . On the other 
hand transi ent methods overcome some problems of steady state 
methods but introduce n ew problems. 
Lin ze.11 tried a semi-tr ansient flow measuring method in his 
investigations of Grayson's work . He measured the temperature 












This approximates to measuring the rate of heating of the probe 
under conditions of constant-power inj ection. 
Dolan and Lee4~ instrumentated essentially the same technique 
using a thermistor heated by a constant 180 X l0-
6 
joules in an 
18 m.sec pulse every 144 m.sec. Feedback during the off period 
was used to measure probe resistance and hence maintain power 
injection constant during the on period. Voltage across the 
thermistor during the on period was differentiated to measure the 
rate of heating . Under an increase in flow the rate of heating 
decreases due to heat transport (i.e. apparent increas e in thermal 
conductivity). It can be shown that because the slope of the 
resistance-temp erature characteristic changes with temperature, 
this compensation is not perfect but is probably adequate for 
a limit e d temperature range. The big difference between this 
measurem ent and a steady-state one is that the sphere of influ en ce 
of the probe is reduced to the tissue in immediate contact with 
the probe. This reduces the chance of errors due to large vessels 
in the vicinity of the probe. Temp_er ature gradient errors are 
eliminated due to constant power injection. On the other hand local 
variations in tissue could give large errors due to the smal l 
volume sampled and the lower sensitivity . 
at faster flow rat es . 
Thl_s applies particularly 
Perl and Cucin e ll 4
7 
proposed introducing a blood-flow change 
and measuring the transient change in rate of heating of the probe. 
In theory this also reduces the sphere of influ ence of the probe 
since aft er the blood s upply h as been occluded temperature, and 
thus temp er a ture g r a dient , cannot change instantaneously in the 
vicinity of the probe. From this the relative r ate of change of 
temperature prior to occlusion ru1d post occlusion g ives a measu re 
of local perfusion very c lo se to the prob e . P erl suggested the 
probe could g ive an abso lut-e measur ement of perfusi on flow ( F) 
















K ::. (density x .specific heat of tissue)/ 
(den~ity x specific heat of blood) 
U =- temperature increment 
U1~ · time derivitive of U prior to 
occlusion 
U~· time d.erivitive of U post occlusion 
. 40 
Stow and Schieve suggested a similar method involving two 
occlusions, one.with and one without the heater of the probe 
conn ected. {Fig. 3. 34.) 
2~ GAUGE HYPOOEllMIC 
' lEEOLE 
'I WIRE . COfHIECTIOH 
TO HE,llER SOC~ET 
·· ····· ··· ····· TtE:RMISTOll 
···· ······ ·····OOLO PLUO 
Fig.3.34. 
The se authors proposed an alternative version of the equation of. 
Perl et al above which would give an absolute measurem ent of flow. 
Unfortunately, the time taken to perform a single complete measure-
ment is two to three minutes and , since t ..... -o occlusions are 
perform ed, the flowra.te i ts elf may change dt:.e to local 
vasodilation after occlusion
49
. Stow and Schieve a lso discuss 
the various assump_tJ.ions on which this technique is based, some 
of which may not be valid and are virtually impossible to 












were performed. It would seem that both of these occlusion methods 
have a limit e d range of app lication due to the fact that a rapid 
occlu s ion of the total blood supRl Y to the region must be performed. 
In addition the me asurement is very slow ( two to three minutes ) 
and computational requirem en ts higher. 
Summary of Section 3. 
Sour ces of e r ror of thermal-perfusion-flow measuring systems 
may be bro adly listed as 
( a ) Variations of thermal conductivity of tissue from 
pl ace to p l ace and with t emp_eratur e . 
(b) Temperature gradients , steady state and transient . 
(c) Inhomogeneity of tissue causing wide variations of radiation 
re sistance . In particular, the presence of single l arge 
vessels (¢ > O, 18 to O, 5 mm ) within 5 mm. of probe. 
( d) Ch anges of blood vesse l diameter affecting radiation resistance. 
( e ) Temp erature coefficient of flow (Inj ected heat may 
change flowrate in vicinity of probe.) 
(f) Ve lo city flowrates in excess of twice v
50 
giving 
p_oor qualitativ e re sul ts . 
( g) Long settling time g ving incorrect results under 
rap_id changes of flow. 
Diffe r ent techniques of p erfu s ioii-flow measurement can. 
br ief l y be summarised as measurements of : 
( 1) the final temp erature of the probe und er conditions of. 
cons tant-power inj ection (" constant-current systems "); 
( 2) the power injected to maintain probe at constant-
temp eratu r e- diff er enc e p_rob e to tis su e ; 
( 3 ) the initial rate of change of temperature under conditions 
of constant- p_ower-in j ection when power i.s first app li ed 
to the probe; ( A variation of this measur es the rate of 
change of temp erature when the heater is switched off .)
38 
( 4 ) th e change in the rate of change of temperature with constant-
powe r inj ection when flow abrupt l y ceases . ( Requires 
simul tancous occlusion of a ll sourc es of blood supply to 












4. Minimi zing Sources of Error 
In this section some of the sources of error discus sed 
in Section 3 are assessed and methods of overcoming them 
33. 
are suggested. This leads to the ideas liehind the design of 
the equipment in this thesis. The effect of the different 
sources of error discussed in Section 3 will depend l argely 
on the phys ical p_roperties and homogeneity of the tissue 
into which the probe is introduced. 
Variation of thermal conductivity of the tissue beds into 
which the probe is introduced will change the power conducted 
away at zero flow and thus the zero setting will vary. The 
obvious way of overcoming this problem is to occlude the 
blood flo w to the r egion to establish the zero condition, 
In many situations this i .s not possible since the blood supply 
to the region may not be simply occluded or stopping the flow 
may cause damage. e. g . in the brain. Notice that, if an 
occlusion is perform ed, the change in conductivity measured 
is then due only to the blood flow, not to other fluids which 
are perfu s i ng independently in the vicinity of the p_robe (e. g . 
bile, lymph). 
If no occlu s ion is performed how much variation in 
thermal conductivity can be expected? It was pointed out 
earlier that fatty t is sue was likely to cause a l arge variation 
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These results also show that where 
pathological changes have occurred in the 
liver the variation in thermal conductivity is 
smal l except in the cas e where fatty tissue 
is present. .Another source of conductivity 
variation depends on the quantity of blood pre sent in the tissue and 
the relative thermal conductivity of blood and tissue. Fortunately 
in many cases the tissue has virtually the same conductivity as 
that of blood (see fig. 3. 23) . Cond.uctivi ty variation for changes 
4 
of blood content of the liver are shown in fig.4.12. (Graf et a l ) 
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Apart from temperature variations, which are generally random 
errors, the largest source of systematic error in thermal-
perfusion measuring systems arises from the non-homogeneity of 
the tissue beds. This changes the radiation resistance from the 
heated probe to the blood and means that absolute measurements 
can be made only if the tis sue beds are uniform from site to s ite. 
As pointed out earlier from Bill's work, if the probe is placed 
near a single large vess e l, errors are particularly large . The 
probe will . correctlyx indicate a large flow in the region but 
will not indi cate qualitative changes in flow. The homo gen eity 
of the tis sue beds in which the probe is placed will determine 
whether an abso lute measurement is possible or not. If the 
person using the probe. could always place the probe so that it 
is not influenced by "large" vessels, then quantitative r esults 
should be po ssible for tissue containing many small vessels. 
Wher e the p_robe is introduced into tissue containing some larger 
vessels qualitative results should be good provided the blood 
velocitie s do not exceed about tw.ice v
50
.(Se e Section 3.) 
This means th at experiments on small animals will tend to give 
much better re sults than on larger animals, as vessel size will 
generally be .. smaller in the small animals. This helps explain 
why so many conflicting reports of the relation s hip between 
apparent thermal c onductivity and flowrate exist. 
In sites where rel ativel y f ew blood ves sels exist the change 
in local thermal conductivity may be so small that errors due to 
temp eratur e changes, fluid content of tissue etc effectiv e l y 
set a noi se l eve l which ob scure s the de s ired s ignal. In this 
situ ation t he average of a number of measurements shou ld give 
x It appears to th~s author that many criticisms of perfu s i on-
measuring systems stem from the fact that people would like an 
av erage me asurem en t f or a who le organ or r egion from a me asuring 
syst em which inherently makes a measur ement in a very smal l pre-
scribed r eg ion . The fact that a perfusion probe indicat es a l arger 












more reproduceable results. 
Tab. 1 bringt eine grol3ere Zahl >on l\fessungen der Wiirmcleitzahl des M. 
~.1strocncmius bci vcrschiedcnen Vcrsuchspcrsoncn. Die \Yerte stirnrnen mit den 
?JJittds andcrcr :Jicthodik gewonneucn Ergelmisscn Yon H E:s RIQL'ES u. MonITz 1: 
!toter Schweincmuskcl, i. = 0,0011) und unscren cigencn :Jicssui1gcn a m Rinder-
r:a1skel (J. = 0,00115) schr gut iibcrC' in. Die mittlerc St rcuung <ler einzdncn Warme· 
!t itzahlcn b c:_i_ .Ruhcdurchblutung bctrii.gt nur ± 3,9% . Bci Unkrbreclnmg des 
Tabellc 1. IViinnelcit:a lilen im Jf. g11st roc11 cmi11s des 1lle11sch cn in situ bci t'erschic-
Ruhc<lurchblutung 
A 



















aM =± 1% 
den~ n Versuclispersonen. 





















I 111 = 0,00ll7 IM = 0,00132 
/ · -·-
I Dilfcrclll zwischcn nirht 
<lurcliblutctcm und 


















M = 0,00015 
Blutstromes fin<let man eine <lurchscbnittliche Abnahme von }. um 0,00004, wahrend 
die Zunahme dcr \Viirmeleitzahl auf dcm Hohepunkt der reakt iven Hyperii.mie 
durchsehnittlieh 0,000 15 crreicht . Daman in diescm Bcreich cine anniihcrnd lineare 
Beziehung zwischen Stromzeitvolumcn und }, voraussetzen kann, .wiirde also die 
l\Iuskeldurchblut ung bei reaktivcr H yperiimie durchsclm.ittlich 400% der Ruhc-
durchblutung crreichcn. Dies siimmt mit Versuchcn von lliuRPHY und ::\litarb. 14 
gut iiberein, die mittels veni:iser Vcrachlullplethysmographie am mcnschlichen 
Untersehcnkel bei reaktivcr Hyperii.rnie Zunahmcn von 400- 500% fanden. 
36. 
Fig.4.13 
Fig . 4.13 ( Hens e144) indica~es such a situation (hum an, 
gastrocenemius musc l e) where the thermal conductivity increment 
is small as can be seen by comparing the first two columns. 
The eff e ct of 2 X V being exce eded in differ ent tis sue 
50 44 
sites is illu s trated by the results of fig. 4 .14 . (H ense l et al , 
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Fig .4.14. 
It can be seen that in the case of the isolated sheep 's 
spleen (fig . 4.14A) over the range of expected physiological 
flo wrates the relationship between conductivity increment and 
flowrate is linear indicating qualitatively results shoul d be 
very good . It is interesting to note from this figure that 
measurements tend to fall into two groups, one with a much 
steep e r slope . Th ere are two possibl e explanations ~ the first 
being that the curves accurately repr esent flow and t h at some 
ar eas normally have mu ch high er flowrat es than others; the 
second explanation using Bill's results indicate that the steeper 
set of curv es a r e f or prob e placements near l arge vessels. 
tends to b e support ed by the curve s I have marked a and b 
which se em to hav e the same valu es of v50 i . e . the probe is 












the case of curve b the vessel i s further from the probe 
reducing th e s en s i t i vi ty . A number of the other curves 
are quite c l ose together and may actually indicate s light 
differ ences in local perfusion rate rather than variations in 
vessel size . From Fig.4.14B it c an be seen that qualitative 
38. 
results from the dog liver wLll not b e as good as those from 
Fig . 4 .14A since over the physiological range 2 v
50 
can sometimes 
be exceeded . The likelihood of poor probe placement (i. e . near a 
vessel where 2 V 
50 
is exceeded) can be assess·ed from the results 















. ~ ; 
I -, 
I 
w.,, .. ~ 
I i 
I : 
~[-;:fu ' 1: .'.. 
I I 









I I a)! 
i 
I 






I ! I I 
0 
(}Ti! 1¥ To "IJ z a p ZS Z3 J(J J2 N J6' J4 
Abb. 3. H iiuf\gke itsve r te il uri::; d e r Wii rmele itzah l ). in 
der Hundelel.Jc r in Prozt-ut. a :;; )[e:;."\ un gen hei un-
durchbl ut e tcr l,ebc r: b :3 ~ )! eo · JJ !• ~t n IJei u niH·e inll uCte r 
Lcbenlurd1IJ!ut ung. JI "1..\ } .... z ... j 1·~.r. :: t die mit tlere ~V :i r m-:.­
le itl..3h :-:- r!'": ·-, L t :~ . .! be~ Hu.beduJ'c hi)\u1 1.1nl c:!er ~,.. 
,tg.,.\i lier .i,,.. ui..i .. ~.\.. 'o\ ... t rT<" 'Z.ust<. .,.I.. 
Fig . 4 .1 5 . 
This result c ould be int erpreted by s aying that probe placements 
fall into thr ee c ateg ories : th e fir s t in an area where flow is 
smal l, repr esen ting most me asur ements of 11 x 10-
4 
and below ; 
- 4 tho se measurem ent s a round 14 x 10 where th e probe was influenced 
by a larg e numb er of sma ll vessel s ; and thos e measurem ents above 
this wh e re th e prob e was influenced by both small and l arg e ve s se l s . 
In the case of the re s ults at 35 x 10-
4 
th e probe mi ght actually 
be plac e d in a larg e v ess el . Hen s el ' s r e sul ts on rat livers 
appear similar to those on the do g liver desp ite the small er animal. 
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39. 
It is interesting to compare 
these results with those of 
37 
Grayson whose experiments on 
rats showed normal in vivo 
conductivity of about 16 x 10-4 . 
Grayson'· s probe was much more 
fragile than the ne e dle probe 
of Hensel et al so that a 
placement in a large vessel 
was probably less likely, 
which might explain the 
difference in their results. 
Bi.11 suggested that local dilation of. vess.:€ls with changes 
of flow. -mi ght actually help_ linearis e: the fl owrate- conducti vi ty 
relationship ·. {See fig. 4 . 17.) 
x: 
. The effect o f distension of the vessel on the n:la- ... 
:..:~~~_;'.:i? between d /( a ncl fl ow. Unbroken lines, hypo-
t ~-~::ca l cun·cs show ing the relationship between .n; 
;;..:-. .:l fLw in a \·essc l a t three differen t states of distcn -
;'. cn. Bc,,kcn line, the same rela ti onship when the \ "CS' cl 
i.; ::-~ :-:·n i ttcd to dilate in a cont inuous fashion. 
Fig . 4 .17. 
FLOW 
I have mark ed one unusual curve C {fig.4.14B) which might tend 
to support thi..s i .dea •. 
A pos s ible method of discrimination between a "poor" probe 
p_lacem ent and a "good" one is to reject re adings from a probe 
if th ey exc ee d the aver ag e value by more than a small marg in. 
Al though no t gu aranteeing good placem ent, this should generally 
give very much bette r qualitative results. It should be noted 
that qualit a tively for an increase in flow the probe n ever 
overestimates . 











the probe changes the flowrate can be investigated by seeing 
whether the conductivity increases ·with temperature increment. 



















Versuch am M. gn.strocnemius des :llenschen. Temperatur-
dUJerenz {) der L6tstellen al.s Fuuktion der lleizleistung !'. 
Fig .4.18. 
40. 
Thi s indicates the thermal conductivity does not change and hence 
the injected heat has n o effect. 
Settling tim e is another problem of steady-state flow-measuring 
sy stems . The diff er ence in settling time between constant-current 
and con s tant-t emperature-difference systems for id entical cond ition s 
is iJ.lustr ated in fig. 4 .19 . . (Gr ayson). It can be seen that 
settling t i me is improved by a factor of five for constant-







Fig.No. 4. 19. fos ! ~ ~ 0·20 
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The ~ttling time depends somewhat on p_robe material, size and 
construction. The difference in slew rate and settling time for 
an increase compared to a decrease in flow is illustrated in 
( 
43 x fig. 4.110. Hancock ) 
Fig. 4.-110. 
Errors due to temp_erature changes have already been discussed 
in detail in section 3 and will not be repeated here. 
x Hancock's results seem peculiar at first until one realises 
that he must have recorded the results with the galvanometers 
of the U.V. record e r connected the wrong way round, since 
otherwise his results would indicate that the thermistor 
probe starts indicating changes of flow sometime before 
they actually occur. The results shown in the di ag ram 













It was felt that considering all the different requirements 
a constant-temperature-differ ence probe offered the best sensitivity 
with a reduction of many of the problems of constant-current 
systems. (S ee S ec tion 3 for comparison.) Transient electrical 
system s mi_ght offer certain advantages, al though of lower 
sensitivity, but were not investigated further . 
In the equipment develop ed a hypod ermic-mounted thermistor 
acts as both temp erature sensor and heating element in a self-
balancing bri dg e c ircuit. F e edback around the bridge adjusts 
the pow e r f ed to the th ermistor to maintain its temp erature constant. 
This eliminat e s t h e problems associated with having a separate heater 
and temperature sens o r and simplifi es prob e construction. Instead 
of u s ing a s econd probe to compensate fo r tissue temperatur e changes 
so th a t 6 T can b e kep t constant, the same th ermistor probe is 
us ed to sense t emp erature and flow· alt ernate ly. A sample-and-hold 
circuit holds t he last measured temperature and feeds this into 
the bridge circuit s o that 6. T i s k ep _t constant during flow . 
me asur emen t . Thi s minimises trauma (on e probe ) and, more imp ortant, 
mean s that matche d thermistors are unn ecessary and thermistor 
ageing h as no effect on the circuit. Errors du e to t emper ature 
gradi en t s (Se e sec tion 3.) which aff.ect a two- sen s or system are 
also eliminated. The final design i s n o t a true steady- state 
syst em. The probe takes about 40 secs to finally set t le to 
equilibrium (at zero flow) aft e r a temper ature measu r ement. 
To eliminate t his long p_eriod the digital display hold s t he v alue 
measured after settling f or 16 sec s . This value is di sp layed for 
the durat ion of t h e next t erap erature measurement . Since t h e 
measu rem ent always occurs after the some p eriod of time, it i s 
repe atabl e d espite the f act that final equilibriwn ha s not been 
achi eved . 

















































































































































































































































Circui try and Des i gn Features. 
5.1 Preci s ion Multiplier 
44. 
Variou s t echniques can be used for multiplication -
transconductanc e multiplier s (using transistors), quarter square 
mult ip li ers (u s ing F.E.T. 's diode n etwo r ks or thermistors), 
triang le averag ing multipliers, time-division multipli er s , Hall-
effect multipliers, magneto resistive multipliers, photo conductive 
multipli e rs, stochastic multipliers and digital multiplier s (requiring 
A/D convertors). 
At pr.es ent commercial analogue. mul tip_lie-rs are most commonly 
transc onductanc e_ de:vi.ce s with an accuracy of: from t to 2 % of F. S. D. 
d ep ending on p rice . Temp·erature drift of these devices may intro-
duce still larger errors. Time~division mult ip li ers ar e used in 
high er preci sion ap p·licati.ons but co st considerably more than the 
R60 to RlOO + price of the transconductance devices. 
A low-co s t time-division multiplier w.as de s i gned with an 
ac cur acy of about± 0,07 % of F. S.D. 
was ex cessive for battery operation. 
However the current consumption 
A careful redesign increased 
comp lexity slightly but r educed current consumpt ion by a factor of 
four and reduced errors t o about 5 mV maximum in any quadr ant ( 0, 0 5% 
of F.S.D.) 
It is n ecessary to achiev e a fairly high performance in the 
mul tip li er s ine e a con stant i s s ub tr acted from the mul tiP.li e r' s 
output by the curve fitting circuitry and multip_li e r error s are 
th en a much l arger p erc entage o f t h e dif f e r ence . 
Er ror s of time-division multi.pli ers (S ee simplified diagram) 
dep end on the lin ear ity of the pulse width modu l ator, the swi tching 
V 
Pu\se. Wi~t\ spe ed of the chang e-over switch and 
I\ - 1-------,, 
«"\ oc.\'-'\ c\-\C> r I 
I 
CMOS" c.o . 
5w\tc..\-, 
l- .I-' . 












switching noise introduced by switch f eed through. A number of 
circuit confi.gurations for switching the gain of an amplifier between 
plus or minu s one. are possible but the passiv€' change-over swi tch 
configuration used here introduces le ss switching noise and does n ot 
suffer. from amplifier slew-rate errors. The simple low.-pas s filter 
is also b etter than many active systems which tend t o pass switching 
noise to the output and u s u a lly require wid e-b andwi.dth operational 
amplifiers which have large bi.as currents making long filter time-
constants difficult to a chieve. 
Pulse-width modulators c.an be divided into t"'o types 
feedback systems and op en-l oop systems. 
Open-lo op · systems 
:r:.e.quire very hig h speed compar-
ators and a pr ec i s ion 
tri.angular wave: gener.ator. 
The linearity of this t y pe 
of pulse-width modulator depends 
rrecisio" t,..; .. .,~\e. 
1...10 ve ~e "'e ,.. .. to..-
on the line arity of the triangle wave genera tor . 
re sp_onse time introduces erro r s . 
Simplified 




Fe edback s y s tems correct for finite switching-tim e errors and 
thus tend to have hi gher accuracy than open-loop systems . 
Co1"\ f' o.r c."'r;o.- . 
....,i\\... y,'f~iere.s-1s 
Simplifi e d 
Di ag r am of 
Fe edback 
P.W. M. 
On e di sadvantag e of f ee dback pulse- width modulators i s that 
the carrier fr e qu en cy d e c re a s e s with increas ing input signal. 
This means that th e maximum input signal should be limited so that 












The practical pulse-width modulator {fig. 5.11) uses parallel 
CMOS gates to buff.er the comparator output and provide a precise 
switched reference source. The. refer ence source of a 723 regulator 
p_rovides the posit ive reference: to the_ gates while- i .ts internal 
amp_lifi er with a 1 evel shifted discrete. transistor ( 2N2907 A) provides 
the n egative reference source. The 3_11 compar ator h as a constant-
current F. E.T. lo a d which is buffered from the positive ref erence-
by a BC109 transisto~. This elimin ates the lo ading on the positive 
reference. 
The 5 pF feedback c apac itance around the 311 provides a 
positive switching action eliminating parasitic oscillation when 
switching occurs! A feedfo r ward compensated 301 operational 
amplifier is used as a fast integrator for the pulse-width modulator. 
CD4016 CMOS transmission gates are u sed for the change over switch 
in the multipli er . Stray cap_aci tance at the junction of the two 
switches and on the control lines to the switches should be minimised. 
The maximum output signals from the 308 amplifiers feeding the 
CMOS switches are clamped to the CMOS refer ence. vol tag es so 
that possible latch conditions in th e CMOS switches can not occur. 
For high accuracy the outputs from these amplifiers should not exc eed 
ab.out 6 volts. Similarly the. maximum input current signal to the 
integ r .ator of the pulse-width modulator. should not exceed about 
200 f' A as otherwise the carrier frequency will drop to le s s than 
half of its value at zero input. 
The 308 amp lifier used for the inverter feeding the CMOS 
switches as well as the output buffer amp lifier should have low 
input offset vo l tag e ( .:::::0, 5 mV) or s hould be nulled ( using extern al 
null components) to achieve errors of less than 10 m.V. 
The symmetry control is adj u sted so that the output under 
condition s of zero input to the P. W.M. and plus or minus maximum 





































































































































































































































































































































































































































































































































5.Z 48 . 
Curve-Fitting Circuitry 
Various circuits using diodes, zenner diodes or transistors· 
are commonly u sed for curve fitting. Careful design is normally 
required to eliminate break-point drift due to temper a ture changes . 
Temper atur e comp ensation generally requires matched components 
mounted in close proximity. . Some systems also have interactive 
slope and breakpoint controls which make setting up a difficult 
procedure requiring a number of iterations. Some advantages of 
these simple systems are fast response and a very- smooth change 
from one slope to the next provided by the logarithmic diode 
characteristics. The curve-fitting circuit designed here is based 
on the fact that. low- cost low-power consumption quad operational 
amp_li..fi e rs are now available, which means that a single op-amp p_er 
breakp_oint is no longe r an extravagance and doe s not increase 
l ayout complexity . The principle of the curve- fitting circuitry 
is shown in the following simp lifi ed d iagram : 
c.ct; 11 e c\a<"'f' c;.-c.u;ir'f 
rev\ .. c.e> a;o.\e> 
W'\a\<;"~ \. ot'-' tc....,l'e .- .. i. ... .-. ... 
t<>"M ~ e"' s ... 1 ;o"' °'"~ 
\ow ;""'l'ccl.o. "'"e re~. 
S"o ... rc..e> u."'-ec.essa.ry-
-Vo1.1I~ 
Principl e of Curv e-
Fi tting Circuitry . 
The f eedback factor decreases when the voltage at the· junction of 
the two feedback re s istors (R) exceeds the r e fer ence voltag e. 
The diod es shown are actually "p erf ec t" diodes created by connecting 
a dio de in the feedback path of an op e r at ional amplifier . (See 
fi g . 5 . 2· 1) This confi guration eliminat es temp erature drift and, 
provid ed s e tting up i s carried out starting from the lowest voltage 
breakpoint , no interaction occurs . In the fin a l circuit a pre--£et 
zero control i s also provid e d to subtract a quantity representing 






























































































































































































































































































The p_recision expected from thermal flow. measuring techniques 
is unlik e ly to be better than 5 p_er cent. Hence a two-digit 
display (1 per cent) would seem to off..er adequate accuracy while 
at the same time minimizing power consumption.An extra digit would 
also encourage operators to read the display to a meaningles~ 
accuracy. 
The- display/convert oscillator supplies 1, 3 m. sec. conversion 
pulses to the A/D convertor every 600 m.sec. A single conversion 
is completed in under 1,3 m.sec. No sample and hold is used ahead 
of the A/D conv erto r since conversion is fast enough for the output 
signal from the multiplier to be considered stationary (multiplier 
l.p. filter cut off frequency~ O, 7 Hz). The display is blanked 
during the conversion time to eliminate segment flicker but since 









-;ra..-t /rte> f 
C.ou..,."'I e. -r-
(..c.>'l"'lf\fa't"''-' 1'i>r 
The A/D convertor it s elf is a digital-ramp system using 
Co 't'\ \Jt-r5 10\\ 
e-o -r\e.ti:_ ojr . 
'no\d 
c:.I is--p \"'y 
1/p. 
low co st CMOS count ers which p e rform as coun ters, "display l at ches" 
and D/ A 1 ad de r network drivers . A convert pulse starts a conversion 
cycle by trigge ring the monostable an d pre s etting 0 in the counter. 












count by eliminating an inverteL) Th e convert signal also enables 
the gated clock which is counted by the cascaded binary coded 
decimal and binary counters. Wh en the output current from the 
D.A. converter (Iref) equals the input current signal (I . = V. /R) 
in in 
the comparator gates the oscillator off stopping the counter. 
A binary rath er than a b.c.d. counter is u sed for the most 
significant digit to allow. the converter to over-range without 
giving an erroneous output. The gated oscillator operates at a 
frequency of about 100 KHz. Hence the 1,3 m.sec. wide conversion 
pul se gates the oscillator off on an over-range s i gnal limiting the 
maximum count to about 130, vhich is below 1 59 where the counter 
would start from zero once more. 
The 74 C48 decoder. uniqu e ly d ecodes outputs above 99 al though 
these outputs look unusual on the disp lay . Unlike the equival ent 
74 TTL decoder this decoder has on chip transistor d riv ers for 
l.e.d. displays. The cisp_lays used are rec ently intro duced 
l ow-current or.ange 1. e. d. displays which give adequ ate brightness 
at 3 m A/ s e gm en t . 
The counters have "st andard " 74C output characteri.sti c s 
which, from measurements done on a number of different gates and 
counters , me ans initial slope r esistances of about 200 .n. for 
p channel transistors and 1 20 .(L for n channel transistors 
(m easured at V = 15 V and T ~ 20°C). Th ese resistances 
cc a 
intr oduce errors into the ladder n etwo rk making 4.0 K lo ads 
about the minimum for an 8-bit accuracy. (lo ad = 40 K, R = 15 K 
2R = 30 K) Th e ladd er n e twork has two additional resistances 
( 1 50 ...n_ and 68 .n... ) to reduce errors from this sourc e . (S ee fig. 5. 31) 
The ratio matching required in the resi s tors of the two most 
significant bit s of the l adder network is about 0,1% with ratio 
accuracy requir ed decreasing by a factor of two for each 












The A/D convertor. should S'trictly have its comparator's zero 
input offset by t L.S.B. This would be easy to do with one. 
addi ti.anal resistor .. but this was not ac.tually incorporated since 
the curve-fit circuitry has a varLable offset control (set zero 
flow). 
Measured linearity of the convertor. was better than 1/3 L •. S.B. 
over fuLl range of inputs. A 301 op-amp without compensation was 
used as comparator since this has low power consumption and permits 
easy output clamping to the CMOS logic levels. Sep·arate earth rails 
for logic and analogue signals are used with a shorting-link 
mnnecting the earths at only one point. This is useful if the 
A/D convertor is to be ccnne.cted for po si ti ve inputs or for P:lus 
or minus inputs (off.set coding) which c.an be easily imp_lemented by 
changing the analogue. signal earth and the regulated CMOS po"·er. 








































































































































































































































































































































































































































































































































































































































































































































































































































































































































































The timing circuitry used for controlling the measurement 
sequence could have used purpose-designed timers (555, 3905 etc ) 
or CMOS gat'es but a low.-cost quad comp_arator package was u sed 
instead. This has the advantages of lower power consumption and 
a single p a ckage. Spare comparators can be used for other functions 
such as indicating low· battery voltage. Time intervals are 
generated using an astable multi vibrator with unequal mark-space 
ratio. A monostable and gating logic then ensure the correct 
sequence of operations for the rest of the. circuitry. This 
logic circuitry ensures that an A/D conversion is complete before 
sw.i tching to the_ 'hold-disp_lay/measure-ternp_erature mode. The 
circuitry latch es the A/D convertor' s o s cillator in the hold-
display condition via a diode gate to the oscillator's input. 
(S ee fig. 5. 41) . N AND gates are. us ed instead of AND gates to 
reduce the variety of integrated ci rcuits used. (Package count 
is the same for either cas e .) Resistor diode networks are used 
to clamp t h e log i c signals at the 15 vo lt l evel to the 8.5 volt 
level of the A/D convertor. The timing circuit disables the 
int ernal o s cillator of the bridge circuit . The internal 
oscillator is meant for test purposes when no external timin6 con-

























































































































































































































































































































































































































































































































































































































































































5 . 5 
Tracking Volt age Regulators 
Conventional monolithic voltage regulators require an input-
output voltage difference of several volts to op er ate satisfactorily. 
This is a result of the emitter follower output configuration 
universally us e d and the poor saturation characteristi.cs of the 
monolithic output transistors . In contrast the 15- volt regulators 
designed h ere u se common emitter output stages whi ch wil l operate 
down to an input-output voltage of < 300 mV at 60 mA. A 723 
monolithic r egul ator provides the ref erence volt ag e for the + 15 
volt and t 8 . 5 volt outputs . The - 15 volt output tracks the 
+ 1 5 volt rail . 
+'W 
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Simp l ified Regulator Diagram 
The operational amplifiers and the 723 reference sourc.e op e r ate from 
the regulated outputs improving supply rejection and regulation . 
This configuration has the disadvantage of having two stable states, 
one providing a regulat ed output and the other with zero outp ut! 
Fortun ate l y the l eve l shifting zenn er diod e s en sure that und e r zero 
output condition s the output transistor is bi ased so th at the 
r egulator always switch es on and goes into the regulating state . 
The zenner diode l eve l - shifting circ u itry limits the maximum input 
voltage at which the output i s still r egulated to about 24 volts . 
The amplii'i e r of the 723 is us ed to r egul ate the 8 . . 5 volt 
output via a discre te transistor conn ected as an emi tter follower . 












of about 200 mV at 60 mA compared to about 1 volt minimum if the 
regulator's own transistor had been used in this position. 
The decoupling capacitors at various points in the circuit 























































































































































































































































































































































































































































































































































































































































































Transform erless Inverter 
A rechargebale battery supply is used to eliminate any possibility 
of micro shock due to earth leakage or earth loops. A 555 timer 
connected as a mu ltivibrator drives a high current buffer feeding 
two voltage doub lers. F eedback from the output of one of the 
voltage doubl ers adjusts the mark-space ratio of the multi vibrator 
to preregul a te both positive outputs. This extends the battery life. 
The negative output is not preregulated as this would comp_licate the 
design unn ecessari.l y as the power drawn from the negative sup_p_ly 
is less than that drawn from the positive supply. To improve 
effici_ency high current gold bonded germanium junction diodes are 
used in the voltage doubler as they offer a much lower forward 
voltage drop than silicon di.odes. Low resistance wiring in the 
voltage doublers and low E.S.R. cap_acitors are necessary to charge 
the capacitors rapidly and reduce . losses due to large peak currents. 
The output saturation characteri s tics of the 555 timer are poor near. 
the positive supp l y rail. To improve the situation the "bootstrap p_ed" 
1K2 resistor is added enab ling the emitters of the 2N2219_A transistors -
to be driv en much closer_ to the positive supply rai_]_, 
feedloac.k 
1sv 
.----+---------------i v.\'r "~ e 
Of\/ • 
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The lower voltage positive tap is used for driving the light-
emi tting diode display and analo gue-to-di g ital converter . 
This reduces the power consumed by the display by a half but 
~ans a small amount of clamping circuitry is necessary to 
l evel shift lo g ic si gnals at 15 V to 8.5 V. 


















































































































































































































































































































































































































































































































































































































































Different configurations for self-balancing constant-temperature 
bridge circuits are possible :-
In these circuits with zero output from the operational amplifiers, 
the posi tive feedback exceeds the negative feedback. Under these 
conditions the output from the amplifier rises until the 
thermistor's resistance dropsx suff ici ent ly for the negative 




The_ thermistor is maintained at constant re.sistance and hence 
at constant temperature. 
Circuit A has the advantage that one side of the thermistor 
i _s grounded making probe construction simp_ler and reducing noise 
p _roblems. However, circuits C and D and E off.er ground referred 
signals for the multiplier. Circuits D and E also maJce lower 
d emands on the C . .M.R.R . of the amp_lifiers . One problem with the 
dual-amplifier bridge circuits D and E is that the saturation 












characteristics of the amp_lifiers do not match on negative and 
positive outputs and, depending on the choice of resistance values, 
latch condition s at switch- on are likely to occur unless clamping 
circuitry is added . After constructing both dual and single 
amp_lifier designs, circuit Aw.as finally used be.cause of the 
advantages of having one side of the thermistor grounded . 
Temp eratur e-comp ensating the bridge. so that a constant-
temper atur e- d ifference is maintained requires an additional 
thermistor probe. The simple s t way of achieving this is to us~ 
a thermistor for R
2 
with a v ery much larger resistance. than the 
flow sensor so that self dissipation is small and the second sensor 
does not sense flow. This requires a thermistor with exactly the 
same increm ental temp erature co efficient as the flow sensor but 
with at le a s t 100 times the r es istance . Obtaining such th e rmistors 
is a probl em . A bett e r method is to use two similar th ermistors 
with the voltage to the temperature sensor reduced by a resistive 
divider . It can be. shown that the temperature comp_ensation 
of£ered by these methods is not complete 
be:cau s e o f the t hermistor's 
resistanc e--temp erature characteristics. 
The comp_ensation is adequate for a 
restricted temp erature range . 
The final circuit (fig. No . 5 . 71) desi gned d o es not use. two 
sensor s but a sin g le sensor which i s alternately used to measure 
temper atur e an d flow. A fi e ld effect transi stor is used as 
volt age-con tro lled re s i stance replacing the temperature- sensing 
thermistor . A grossly simplified diagr am is shown here :-
-t\SV 












In the temperature measure mode the voltage across the 
thermistor is small minimizing self heating.(Current to the bridge 
under thi.s condition comes from the positive rail.) The output 
from the bridge amplifier is connected via the sample/hold to the 
F.E.T. 's gate adjusting the F.E.T. 's resistance until the bridge 
balances. In the flow measure mode the voltage at the gate of the 
F. E.T. is maintained constant by the samp_le/hold and the bridge is 
unbalanced by switching in a resistance in par all el with one of 
the bridge resistors. Feedback round the op-amp then maintains-
the temperature of the thermistor constant. The diode shown in 
the diagram is necessary to ensure. the. amplifier output is always 
positive after switch-on since the circuit has two possible stable. 
states with either a positive or a negative. output depending on 
transient conditions at switch-on. The original design used a 
cadmium sulphide photo-cell and L. E. D. for the temperature-
·compensating voltage controlled resistance. This was found 
totally unsatisfactory due to the self dissipation of the photo-
cell changing its resistance. The F.E.T. voltage-controlled 
r_,esistance finally used was "linearised" by reducing maximum 
voltage across the F.E.T. with a resistive divider and applying 
feedback from the drain to gate. This introduced problems because 
_the: voltage across the bridge_ is very small. in the temperature mode 
and the. voltage to the op-amp input is then attenuated by a factor 
of fifteen. Thus a very low drift low offset op-a'!lp is required . 
A carefully nulled 725 op- amp_ was used in this position but a better 
choice would be the. laser-trimmed monolithic. precision mono . OP-07. 
The 308 used in the bridge as a buffer should also be selected 
with an offset of less than 0,5 mV (or a mono OP-07 could be used 
here V L. 27f1V) . 
OS 
The attenuation could probab l y be reduced 
since the final linearity of the F. E.T. -resi stance. was found to 
be extr em ely good . ( .6R< 1 % f o r V ds from 0 to 1, 6 Volt.) 
The F.E.T. u sed in this position should have as large a value 
of v as possible combined with as high an Rds{on) as possible p 
( i. e. a low 1 dss) · Unfortunately the joint distribution of 
I and V dss p 













having low Rds(on) (high Id ) • 
SS 
The F.E.T; specified has a 
fairly accurate square law characte'ristic mali::ing linearisation 
r .easonably accurate despite the low value of v. 
p 
Feedback from 
the drain to gate was applied between a point at the same p·otential 
as the drain to avoid upsetting bridge balance. at very low voltages. 
(See fi g . 5 . 71.) 
The sample-and-hold circuitry {fig.5.71) achieves a low drift 
rate of 3 mV /minute at room temper ature. To achieve this figure 
low leakage capacitors, teflon standoff insulators and F. E.T. 
buffered op-amp were used. The drain-gate leakage of the F.E.T. 
buffer is substantially reduced by operating with a low. drain to 
gate voltage (See. Siliconix data book, 1974.) Low resi stanc.e quad 
CMOS switches are. used for switching. The 100 K resistive "clamp" 
to ground b etween two of the switches reduces the voltage across 
the CMOS switch minimising leakage to the hold capaci.tor. A 
number of clamp_ diodes around the CMOS switches are necessary to 







































































































































































































































































































































































































































































































































































o. Temp erature Compensation Calculations 
Consider the simplified bridge circuit shown :-




Now; if the bridge is fir st balanced with R
2 
(i.e. in temp_erature 
mode) and a re sistance is switched in parallel with R
3 
(i.e. in flow. 
mode) s o that R
3 
becomes R3 , then Rth changes to Rth due to 
self heating and rebalances the bridge. 
Rewriting the balanced condition equation ( 6.11) fo r the second case 
and then combining the equations 
6.12 = 
This equation shows the temperature compensation is perfect 
if the increm ental re s i s t ance/temperature charact eristic of 
the thermi s tor is a linear function of temperature . 
The thermistor resistance/temperature characteristic can be 












A, B constants · 
T temperature in °K 
• • • • • • 6. 13 
Measurement s on the S.T.C. thermistor (U 23US) from 22°c to 42° c 
showed that thi s 1 aw was ob eyed within the accuracy of the measuring 
equipment ( ~0, 2% ). T.he constant A depends on the particular 
thermistor t:.sed (tolerance is of the order of 10% for un s elected 
thermistors) while B is quoted as 2900 for this thermistor. 
Since the thermistor law is not linear temperature compensation 
will not be perfect. We can calculate the errors introduced into 
measuring the power injected if w.e calculate the change in temperature 
difference probe to tissue. set up by this temp erature comp_ensation 
system for a range of temperatures. 
directly with AT. 
Power injected will vary 
Assume the tis sue tempe rature is T
2 






): and at another tissue temperatu.re. T
4 








Corresponding thermistor resistances are RT , RT , RT , RT 
2 1 4 3 
respectively. 
From 6.12 and 6.13 








and AeB/Tl AeB/T3 which simplifies to 
AeB/Trz;= AeB/T4 
1 1 1 1 6.14 
= 
Tl T2 ' T3 T.4 
or TlT2 T3T4 = T. -1 T2 T -3 T4 
(Notice th at th e t emp er atur e compen sat i on i s ind epend ent of the. 











by thermistor ageing which can be a serious problem with 
microbead thermistors.) 
68. 
Using equation 6 . 14 the percentage change in ~T was calculated 
0 
for a range of temperatures around 37 C. ( Tab l e 6 .11) 
Tl DT % change in 6. T 
from value at 37°C 
42 2 . 582 :r. 26:' 
4 1 2 . 566 2.60 
40 2 . 549 1. 95 
39 2.532 1. 30 
3R 2 . 516 0. 64 
37 2 • . 5 Table 6 . 11 
36 2 . 48 - 0. 65 
35 2 . 47 1. 29 
34 2.452 1. 93 
33 2.436 2. 57. 
32 2.420 - 3 . 21 
It' appears that the error introduced by the temperature 
compensation system is small for a limited range of temperatures . 
However, it should be noted that the error is larger than this 
since · it is the change. in thermal conductivity which is measured. 
If the probe is placed in a position wh er:.e the perc entage change 
in inject ed power (i.e . therm a l conductivity incr ement ) is small, 
the error will be v ery much larger . 
In the liver for an "average" placement the actual error mi g ht be 
two to three times that indicat ed in the table . x Slightly 
better temp erature compensation can be obtained by switching yet 
another resistance into the bridge circuit ( in series with the 
F.E . T. ' s drain - fig . 5.71). A better way would probably be to 
reco rd the samp l e llild hold output simultaneously with the 
multip lier outp ut llild apply a small corr ection factor l ater if 
precise results are r equired . 












Summary The temperature comp_ensation used in the equipment designed 
provides temperature compensation independent of the thermistor's 
actual r .esistance, eliminating errors due to thermi.stor ageing 
and making different probes electrically interchangeable. 
Thermistor ageing appear_s to be a fairly ser:.ious p_roblem with 
other systems sinc ff one of the leading sup~liers of precision 
thermistors (Yellow Springs Instruments) wi.11 not at p_resent 
supply hypodermic-mount ed thermistors because of the diff1cul ty 
of manufacturing microbead thermistors with a good long-term drift 
performance. Temperature compensation is adequate provided the 
thermal conduc.ti.vi ty increment to be measured is not too small. 
Other temperature-comp_ensation schemes for thermistor bridge 













7. Experimental Work 
Experim ental work reported here i s fairly limited and is l arge l y of a 
qualit at ive nature . This was due both to lack of time and to my lack 
of knowledge of physiology which meant I was not able to set up in vitrio 
experim ents for calibration tests on isolated organs. 
Tests w.ere carried out at the University of Cape Town's Medical 
Scho o l with facilities kindly organised by Dr Rosemary Hickman. 
The fi r st tests performed were to asse ss practical problems in using 
the equipment. The p_robe was used on a number of rats under deep 
ether anaesthesia . The probe was introduced e i t her into the kidney 
or the 1 iv er • The probe was found to be unsatisf actory for u s e 
on the k idneys du e to the smal l size of the kidneys used (A number 
of the ra.ts were not fully grown) and a smaller probe needle wou ld 
be ~ improvement. In the liver the p r obe produced much more 
reproduc eabl e r e sults al though again a small er probe would have been 
much eas ier to u se . 
Where the probe was used a number of times in the sam e liver 
readings were similar from s ite to s ite al though ble eding due to 
prob e damage soon caused this to drop off. Temp erature changes 
did sometimes c ause artifacts especially at death when the temperature 
dropped r apidly to room temperature. The equipment at this stage 
lad a time froJ'll one temper ature check to the next of about 40 se cs 
and this was subsequently shortened to 16 secs to reduce. artifacts 
due to r api d t emperature changes . 
Re sults of th~se tests (Gra~h 7.11) s ho w how the thermal 
conduct ivity incremen t changes at d eath for a numb er of different 
rat s . According to Grayson's fi ndin gs eth e r anaesthesia cau ses a 
larg e reduction in flowrate through the liver. 
37 
A s ing le exp eriment subsequently produced results with more 












of about six minutes with a similar final reduction of flowrate 
at death. 
Anoth er exper im ent was p_erformed on a p_i g where the probe w.as 
placed in the ki.dney . Blood flow was stopped b y occluding the 
r enal artery . Results were poor with only small changes of thermal 
conductivity indicated by the flo wrne ter. Artifac~s could be 
introduced when a blower heater was u sed to warm the operating 
table. (Th e experimen t was carried out using the 40 sec . period 
between temperature corrections, so this should be less of a 
problem with the 16 sec period sub sequent l y used.) Grayson also 
reported worse re sult s using his probe in the kidney. A rough 
measurement of the blood flow through the renal artery at the end 
of the experiment _ was obtained by bri efly bleeding the animal. The 
indicated flowrate_ was foun d to be rather s low at about 75 ml/min . 
This corr esponds to a perfusion rate of about 1.1 ml/gm tissue 
per minute . A practical problem encountered w.as that R.F. from 




















~ . ~- er: 
. ' ----- -- .. --·-· -- ----
.. 
: _______ ~: ___ ~ ----= ~ __ ! _______ j~-~-L-~~-J ·-y: -~ 0 -<..:.'.-· _-l~~---: -- -- ~ -~- -
> ' c:('"'. : : : :.l:: 
- -·-- - .... c) · - s ··-·r···:·- ~-, ·· · :··-.-· · . . :· ·: ·:···· ;-·:.: : 1·· : · ·- · ·1~ :-: · -· r·--· ; ··:·· ·:........ ·- -~ ----,-· ·: 
· ----- " ---~--~-OJ . ,, - --l,--- ~~-·.· -~~-. -· - ~--: _f_. -:-- : .·: . ~ ~ )( : :· j - --r.-.-
•1 . $ ~ l . .. ' ' I . ' I .. I ~T ~::1 i..~ ---- .. I . . 
• 1 .!:. : ._:.:.. ; ___ ~ .. 
· 1 I ·j·· " 1· . . 
-~-- -- . -----·- - --~-~----. . ~ 
'• ,' I : I • I : • • : . ·: · • ~ 
·' _ L _ _ _ : __;___ s. ------
; 






!--· -- -- . ---- - -- ---- : -. .. --- --.- ~j- ·--- --- ..:,. ____ :.._ __ -
i c. . - ~ - : 
I . 
-- ·- --------- ------------ -~ ... 
. .. ~:~-~~~~ ;_~_::=:· i -~-~--- :-.-~-~~-~:- - ~ y - --~-[_:~--~--
. ' ' -· -----~---M-~----.----; --~;-, 
.. - .. -- . -. --;- - ; ' : - . ' J : 
---!-------~- -.. -, - ...... .. -----T ~ ~ --~ -- . < 'j
;···:· .. . . ' ;· · 1 . ··'-'-·:_:_:·::_:: ·:-_i_:_: ~- !) .. _-: __ __ ·__ : ___ ~_· --~ ~-~-/_i _____ ;_'- --~~ ~~~-:_'. ______ i ___ ~--1--~--_J--)(~----~--: -0 - - - -- -.... --- -- --: . . ·-: .: .. . _. l : I _· 1----" .. : ---~--;-----;--·-- -- -:----.:__-- i-------- - ··--- . ·-.,- ; ' .... ··--·· ;;;;..- - --- --- ' ------·:---,--- --- :---.-~--~---
1 . : 
f - . . . . _.- _,,, l : . 
L- --- - ·-·- -·--·------- -->< ----~e -----:·--- 0 -- -- -1 ---:---; - ----
1
-----1------· --·-I '. .. l . ~ . 1_ . > '/ .. ~ ; ! .. : i ~ . ! . :_ 
! _ ____ _ . ___ ____ 1 _ _ __ _: __ : ~--- ' -- --~ ____ ' _ _ _ : --!----~--. -'.----~-~---
! \ • ' I ; : ' 
ii· : .. i ' .... ! ........ ' 
I .... .. ........ ·---·-·-· .... - ....... ·X - 0 '\-- · - ... ..:. ---:--.· -- -T-- ~---1-----! __ ;_ __ -t-·-~ ---r- -- ~--i----······ . . I \ .. l .. . I r . --· ---- -·. ··-··-·-.. -' -- -- , . ·-. --·---- ~-----·-- ·l---: ___ : ___ ~----! - ~ -+-· .... :: ____  _ 
! \ I 
I . . I h .o,- l 
1· r 
i--·--·' .i .. -~;--: • ·i 
I· J, I : .. 





! i I 
I I 
+ -- --f··--·:· I ····-· ~- ... I .. .T 
! 
" · I ··· ' I ' 
I 
--~~~~+ - --· . i-~ t 
___ : ___ ~-- -·- ~ - . 
. ' . . . 
• • ! 
--· ·- I . -· -
! 
--~~~ r· --·: ~--t~-: w 
-·-·· .; ~ 
_________ .,__ ·-·...\--








I ' I 
:~ 
! ·-..I 
[- . .t;, ~ ., 'f P -a<:> ... : :.....-------------:-------:------... 












The author .. would like to acknowledge. 
Professor L. Besseling, 
Department of Electrical Engineering, 
University of Cape Town, 
and 
Dr Rosemary Hickman, 
Liver Research Unit, 
Department of Medicine, 
Groote Schuur Hospital, 
Cape Town, 
for help and advice and 
the Research Committee, 
Universit  of Cape Town, 
for financial assistance. 


















LYON, L.D. et al. Rel ation s hip of Myocardial Blood Flow and 
~86 Cle arance in the Left Atrium of Dogs. 
kn. J. Physiol. 212 : 1512, 1967. 
ROSS, P.S. et a l. . The Measurement of Myoc ardial Blood Flow 
in .Animals and Man by Selective I njection s of Radio active 
Inert Gas into the Coron ary Art e ri es . 
Circulation Research 15 : 28, 1964. 
ANDERS BILL Studie s of tha He a t ed Thermocoup_le Prin c i p le 
for Determinations of Bl ood Flow in Tis su es . 
Acta Physiol. Sc and ., 1962 . . 55 . . 111-126. 
4. GRAF, K., GOLENHOFEN, K., and HENSEL, H. Fo rt l aufende 
Registr i erung der L eberdurchblu tung mit d e r Warmeleitsonde . 
PflUge rs Arch . ges . Phys iol. 1957. Bd 264 . s 44- 60. 




a Strewn of Fluid : Determination of t h e Conv ection Const ants 
of Small Elatinum Wir es with app l ication to Ho t Wi r e Anemometry. 
Phil. Tran s . Roy. Soc. 563-570, 1914. 
CH AL\fP AGNE and LUNDB ERG L i neariz er for Constant Temp erature· 
Hot Wire An emometer. 
Rev . ScL Instro. 37,7. 838-8 43 . 1966 , 
ROSE, W. G. Some Corr ections to the Lin eari sed Response of a 
Con stant Temperatur e Hot Wire Anemometer operated in a Low. 
Sp eed Flow. 
ASME Symposium on Measu remen t in Unsteady F low. Worc.Mass .1962. 
KR.AMERS, H. He""at Tran sfer f rom Spheres to Fl owing Media . 
Physica 1 2 No . 2 ,3. 61-80 . Jun e , 1946 . 
9. GRAHN et al. Design and Evaluation of a New Lin ear Th ermisto r 
Ve loc ity Probe. 












10. COLLIS, D.C. and WILLI.AMS, M.J. Two-Dimensional Convection 
from Heated Wires at Low Reynolds Numbe-rs. 
J. Fluid Mechanics 6 .. 357. 1959' , 
11. REIN, VON HERMANN Die Thermo-Stromuhr. 
Zeit. fUr Biol. Bd 87. 394-418. 19 28. 
lZ. REIN, VON HERMANN Die Th ermo-Stromuhr. 
Zeit. fUr Biol. Bd 89 .. 195-201. 1929. 
13. SCHMIDT and WALKER 
Battery Current. 
A Thermostromuhr operating on Storage 
Pr.oc. Soc. for Exp_. Biol. and Med. 33. 346-349. 19.35 . . 
14. BALDES, E. J .• and HERRICK, J. F. A Thermostromuhr with 
Direct Curr ent Heater. 
Proc. Soc. for Exper. Biol. and Med. 37. 432. 1937. 
15. GREGG,D. et al. Obs ervations on the Accuracy of the 
Thermo stromuhr • 
.Am. J. Physiol. 1 36-250. 19 42 . 
16. HERRICK, J.F. and BALDES, E.J. Experimental analysis of 
Rein's Thermostromuhr for Small Flows with appendix 
by Burton . 
J. of App. Physics. 9. 19 38 . 
17 .. BARCROFT, H. and LOUGHRIDGE, W.M. On the Accuracy of. the 
Thermostromuhr Method for measuring Bl ood Flow. 
J. Physiol. 93. 382-400. 19 38 . 
18. FRONEK, A. and GANZ, V. Measurement of Flow in Single 
Blood Ve ss els including Cardiac Output by Loc a l Th ermal 
Dilution . 
Circul at ion Res. 8. 17 5-18 2 . 1960. 
19. CO TTON, L.T. and RICHARDS , J. The Meas ur ement of Venous 
Blood Flow by the Me thod of Local Th ermal Dilu t ion. 
'Blood Flow throu gh Organs and Tis s u es .' Editors 












20. ROBERTS, V. C. An Analogue Comp_uter for Thermal Dilution 
Flow Measurem ent. 
Med. and Biol. Engng. 7. 373-382. 1969. 
21. BENNET, H. S. et al A Heated Thermocouple Flowmeter. 
2Z. 
23'. 
J. Clin I nvestigation 23. 200-208. 1944. 
DELAUNOIS, A. L. Thermal Method for Continuou s Blood-
Velo city Measurements in Large Blood Vessels and Cardiac 
Output Determination . 
·Me-d. and Biol. Engng. ZOl-204. Mar.ch, 1973. 
DELAUNOIS, A. L. Continuous Measurement of Blood Flow 
and Cardiac Ou tp_ut by means of a Cournand Catheter 
equ ipped with Thermistors. 
Arch. Int. Pharm acodyn . 134. 245 . 1961. 
24. JUHASZ, L. Hypodermic Flow Ve locity Transducer. 
Bio. Med. Eng. 2. 10. 442-445. Oc tober , 1967. 
25. GIBBS, F. A. A Thermoelectric Blood Flow Recorder in the 
form of a Needle . 
Proc. Soc. Exp. Biol. ( N. Y.) 31. 141-1 46 . 1933". 
26. MACHELLA, T.E. The Velocity of Blood Flow in Arteries in 
27. 
.Animals. 
Am. J. Physi,.ol. 11 5 . 632. 19 36 . 
MELL.AJ.\fDER, ST. and RUSHMER, R. F. Venous Blood Flow 
Record ed with an I sothermal Flowmeter. 
Act a Physiol. Scand . 48. 13-19. 1960. 
28 . BELLHOUSE, B.J. and BELLHOUSE, F.H. Thin Film Gauges for 
the Measurement of Veloci t y or Skin Friction in Air, 
Water or Blood . 












GRAHN, A. R., PAUL, M. H., WESSEL, H. U. Design and Evaluation 
of a New Linear The:mniBtor Velocity Probe. 
J. App. Physiol. 24. Z. 236-246. 1968. 
30. GRAHN, A.R., PAUL, M.H., WESSEL, H.U. A New Direction-
Sensitive Probe for Cathete r~Tip Thermal Velocity 
Measurements. 
J. App. Physiol. 27. 3. 407-412. 1969 .. 
31. HALE, J. F. , MC DONALD, D. A. , and WORMERSLEY, J. R. Velocity 
Profiles of Oscillating Arterial Flow with Some Ca lculations 
of Viscous Drag and the Reynolds Number. 
J. Physiol. 28. 629-640. , 1955. 
32. GREEN, H.D; Circulat'o ry System : Physic.al Principles. 
Glaser, 0. Medical Physics. The Year Book Publ. Ince. 
Chicago. 1950. 2. 228-257. 
33. GRAYSON, J. Internal Calorimetry in the Determination of 
Thermal Conductivity and Blood Flow. 
J. Physiol. 118. 54-72. 1952. 
34. GRINDLAY, J.H. HERRICK, J.F., MANN, F.C. Measurement of the 
Blood Flow cf the Liver. 
Am. J. Physiol. 1320 489-496. 1941. 
35. LINZELL, J.L. Internal Calorimetry in the Measurement of 
Blood Flow with Heated Thermccouples. 
J. Physiol. 121. 390-402. 1953. 
36. SPELLS, K.E. The Thermal Conductivities of Some Biologic al 
Fluids. 
Phys. Med . .. Biol. 5. 139-. 1960. 
37.. BIRNIE, J.H. and GRAYSON, J. Observation on Temperature 
Distr ibuti on and Liver Blood Flow in the Rat. 












38. NEWELL, J.C. and POWERS, S.R. Jr {Department of Surgery, 
Albany Medical College , Albany, New York.) 
Proc. 27th Annual Conference on Engineering in Medicine 
and Biology Oct.,1974. 
39. SCHMIDT, C.F. PIERSON, J.C. The Intrinsic Regulation of the 
Blood Vessels of the Medulla Oblongata. 
Am. J. Physiol. 108. 241-263, 1934. 
40. . STOW, R. W. and SCHIEVE, J. F. Me.asurement of Blo od Flow in 
Minute Volum es of Specific TiEsues in Man. 
J. App. Physiol. 14( 2 ). 215-224. 1959. 
41. LIPKINS, M • . and HARDY, J. D. Measur ement of Some Thermal 
Properties of Human Ti_ssues. 
J. App. P hysiol. 7. 212-217. 1954. 
42. FELDMANIS, C.J. Network Analogy Maps Heat Flow. 
Electronics. McGraw Hill. 47 . 10. 116-121. 197 4. 
43. HANCOCK, F.M. A Thermoelectric Probe for Tis s ue Blood-Flow 
440 
Measurement. 
M.Sc. The sis , Univ ersity of Cape. Town, 1973. 
621. 3 Hane. 
HENSEL, H., RUEF, J., GOLENHOFEN, K. Fortlaufende 
Registrierung der Muskeldurchblutung am Mensch en mi t 
e.iller Calorimetersonde . 
PflUg ers . Archiv. Bd 259 . 5. 267-280. 1954. 
45. KOPANIKY, D.R., GANN, D.S. A Minia~cre Thermoelectric Probe 
for Tis su e Blood Flow Measurement. 
Proc. 24th Annual Conference of the Allinnce for 
Engineering in Medicine and Biology. 224 . Oct obe r, 1971. 
46 . SHAW, N. E. Obs e rvations on the Intramedullary Blood Flow 
and Marrow-Pressure in Bone . 











47. PERL, W., CUCINELL, S. A. Local blood flow in Human Leg 
Muscle measured by a Transient Response Thermoelectric 
Method. 
Biophys. J. 5. 211-230. 1965. 
48. POWERS, S.R. Jnr, ROE, G.M., CREEK, W. The relationship 
79. 
between Regional Cerebral Blood Flow and Cerebral Function. 
Surgery 61, 1. 74-82. 1967. 
49. DOLAN, A.M. ,LEE, S.J.K. A Pulsed Heated Thermistor 
Perfusion Probe. 
Proc. 24th Annual Conference of the Alliance for 
Engineering in Medicine and Biology. P. 224.. 1971. 
50. MOWBRAY, J.F. Measurement of Tissue Blood Flow using 
Small Heated Thermocouple Needles. 











REFERENCES ON THE USE OF THE DOPP LER FLOWMETER 
The fo llmving lis t includes all r eferenc es of which we are aware thru June, 1973. If you have published 
doppler flowmeter articles not included or know of ones which s hould be included, please notify us. 
Vascular Disease 
80. 
Clinical applications of a trans cutaneous ultrasonic flow detector. JAMA, Jan. 30, 1967 Vol. 199 No. 5 Strandness, et al. 
Applica tion of :i transcutaneous dopple r flow meter in ' evaluation of occlus ive arterial diseas e. Surgery, Gynecology & Obstetrics 
May , 1966 pp. 1039-1045 Strandness, e t a l. 
Ultrasonic flow detection , a u seful technic in the evaluation of peripheral vascular disease . Am. Jour. Surg. Vol. 113 pp.311-320 
March 1 967 Strandness , et al. 
The ultrasonic ve locity detector in a clinical study of venous disease. Archives of Surgery Vol, 97 .July,1968 pp. 75-80 
Strandncss , e t al. 
illtrasonic Veloci ty Detector in the Diagnosis of Thrombophlebitis. strandness J r . and Sumner. Archives of 
Surgery, Vol. l Ot!, pp. 180-183 Feb. 1972 
Obtain r eprints on the above from Dr . D. E. Strandness , Jr., U. of Was h . Med. School, Seattle, Wash . 98105 
Two books by Dr. Strandness m ay be of interes t to vascula r surgeons . Both books contain diagnostic procedures utilizing the 
mercury str ain gage ple thy srnograph and the dopple r. "Collateral Circulation in Clinical Surgery" published by Saunders, and 
"Per ipheral Arterial Disease: a .Physiological Approach" publis hed by Little, Brown & Co . The latter inc ludes a considerable 
amount of materia l on dia.,anosis with the dopp ler ultrasound ins trument. 
Dia gnosis of venous disease by ultr a sonic flow de tection. Sigel , B. et al. Surg. Forum, 18:185-187, 1967 
Comparison of clinical and doppler ultrasound evaluation of confirmed lower extremity venous disease. Surgery, July 1968 
pp . 332 - 338 Sigel, et a l. 
A dopple r ultrasound method for diagnos ing lower e,'(tre mity venous disease . Surgery , Gynecology & Obste trics Aug. 1968 p. 339 
Sigel, e t a l. 
Evalua tion of dopple r ultr asound examination in diagnosis of lower extremity venous disease . Sige l, et al. A. M.A. Archives of 
Surge ry, May 1970 , Vol. 100 pp.535 - 540 . 
Venous pulse wave propagation velocity in hemorrhage . · Felix, Sigel e t al. Ar ch. Surg. 102:53-56 , 1971 
Diagnosis of lower limb venous th rombos is by Dopple r ultrasound te chnique . Sigel, . B. et al . Arch. Surg. (in press) 1972 
A method fo r assessing the circula tion distal to a femoral artery . Surgery, Gynecology & Obs tetrics Sept. 1969 Vol. 129, 538-544 
Brockenbrough, et a l. Reprint available from us or from our representatives in Europe . 
Directional flow detection for localiz ing venous valvular incompetency . Surgery Jan. 197 0 Vol. 67, No . 1, pp . 114-121 
Ors . Folse & Al exander . Reprint ava ilable from us or from our r epr esentatives in Europe. 
The influence of femor al vein dynamics on the development of varicose veins . Surgery, Dec . 1970 Vol. 68 , No . 6, pp. 974-979 ; 
1004-1 008 Folse . Reprint availab le from us or from our r epresentatives in Europe . 
Lower li mb venous dynamics in normal persons and children of patients w ith varicose veins. Surgery, Gynecology & Obstetrics 
..ian. , 1971 Vol. 132 , 15 -1 8 . Drs. Reagan & Folse . Reprint available from us . 
Pul se wave velocity in human veins. Nippa, Alexander , and Folse. J. of Applied Physiology, vol. 30, il-4, April, 1971. 
Use of the ultras onic flowmeter (doppler) during vascular r econs h ·uction . Missouri Med ., June , 1970 pp . 366-369 Ors . Keitzer, 
Lichti, & De\Veese , Dept. of Surgery , U. of Mis sour i, Columbia, Mo . 65201 
A traumati c evaluation of peripheral vascul a r disease in olde r pa tients . Licht! e t al, Univ . of Missou ri, Columbia. 
Geriatrics , Vol. 26 , No . 11:80 - 85 , Nov. 1971 
Use of the Doppler Ultrasonic F lowmete r During Arte r ial Vascular Surgery. Keitzer , Lichti et a l, University of 
Missouri, Columbia , Mis souri. Archives of Sur gery, Vol. ~05, pp . 307-312 Aug. 1972 
T he Dopple r Ultrasonic Flowmeter. Report of Its Use for Diagnosis of P e ripheral Vas cular Disease in the Small e r 
Community llospit:ll . Berry , M. D. and Lichti , Ph. D. The Ohio State Medical Journal , Vol. 69 , No . 1:23 - 26 J an. 1973 
The Dopple r Ultrasonic Flowmete r. Lichti ct a l, University of Missouri , Columbia. Dial ys is and Transpla ntation , 
Vol. 2 # 3, pp . 33, 46-l7 April /May 1973 
Sonic blood flow de tecto r : its use in the di ag;nos ls of pe l"iphe r al vascula r disorders . Pa rke r, J.E. e t a l. 
J. S. Carol ina Med. As sn. 65 :308-310 , Scpl. l !JG!J 
Vel oc ity in the fcmor:i l vein . The e ffect of r esp irati on exercise and l ilt on blood velocity fn the fe moral ve in a s 
detected by an ul t rasonic technique . t. lakin , G. S. A11g io logic 21:31 9-:l2S , Sept. -Oct. 19G9 
Non!nv: s i\·(• mc:lsurcmc nt of pe r ipheral flow. Impedance ca r d log r :iph and ultrasonic Doppler .flowmetcr . Couch, N . P. e t al. 











Value of the ultrasonic flow detector in the management of peripheral vascular disease. Lavens on, Rich & Baugh. 
The Amer. Journal of Surgery , 120:52".2 - 526 , Oct . 1970 
Clinica l Recanali zation of an Autogenous Vein Graft in the Popliteal Vein. Rich and SUllivan . The Journal of Trauma. 
Vol. 12, No . 10, pp. 919-920 October 1972 
Address fo r reprints: Norman M. Rich . 1\1. D., LTC, MC , USA, Peripheral Vascular Surgery , Walter Reed General 
Hospital, Walter Reed Army Medical Center, Washington, D. C. 20012 
The quantitative analysis of occ lusive periphe ral arterial disease by a non-intrusive ultrasonic technique. Gosling, Dunbar, et ·al. 
Angiology, vol. 22 , #1, Jan ., 1971. · 
Clinical measurement of systolic pressures in limbs with arteria l occlusive disease . J AMA, March 10, 1969 Vol. 207, No. 10 
S. A. Carter, M.D. Reprint r equests to 770 Bannatyne Ave., Winnipeg 3, Canada (Dr. Carter). 
Dia,,rrnosis of deep vein thrombosis with an ultrasonic doppler technique. Briti sh Med. Journal Vol. 2, pp.802-804 June 28, 1969 
Evans , D.S . & Cockett, F . B . 
Ankle systolic pressure measurements in arterial disease affecting the lower extremities . British Jour. of surgery , Vol. 56, No.9, 
pp. 676-67 9 , Sept. 1969 Yao, et a l. 
Pulse examination by an ultrasonic method . British Medical Journal Nov . 30, 1968 , 4, 555 - 557 Yao, et al. 
Evaluation of occlusive i:.rteria l disease of the lower extremities by an ultrasonic flow detection technique. Scand J Thor Cardiovasc 
SUrg 4: 60 - 64, 1970 Yao , et al. 
Transcutaneous measurement of blood flow by ultrasound . Bio-Med. Engineering, Vol. 5 #5, (British) May, 1970 pp. 230-233 
s. T. Yao , et al. 
Haemodynamic studies in pe riphe ral arteria l disease . British J. Surg . Vol. 57, No . 10 Oct. 1970 pp. 762-766 Yao 
Frequency analysis of dopp ler-shift blood flow signals by a band-pass filter: preliminary r eport. (British) Bio - Med . Engineering 
Sept. 1970 pp. 438-442 Yao , et al. 
Experience with the doppler ultrasound flow velocity tneter in peripheral vascular disease. Chapter 15 from Modern Trends in 
Vascular Surgery 1 Published by Butte1worth s ·pp.281-309 Yao (British) 
De tection of p roximal -vein thrombosis by Dopple r ultrasound flow de tection method. Yao, Gourmos & Hobbs. 
The Lancet , J an 1, 1972 , pp. 1-4 
New T echnique s in Objective Arterial Evaluation. James S. T. Yao, M. D. , Ph.D. Archives of Surgery , Vol. 106 , 
pp. 600-GO-t . April 1973 
The evaluation of an ultrasonic flow detector for the assessment of peripheral vascular disease. Cardiovascular Rese arch (British) 
Vol. 3, No . 4, pp . 503 - 509 Oct . 1969 J.S . Allan and H.J. Terry Dept. of Med . Electronics, St. Bartholomew ' s Hospital, 
l.nndon E.C.l, England 
The value of the ult rason ic fl o~vmeter in the diagnosis of arterial diseases. Balas , Segditlas & Koutsopoulos , 
Angiology, 21:451-46 1, Ju ly 1970 
P eripher al hemodynamics in pa tients with coarcta tion, normotensive and hyperten s ive ar~eriosclerosls obliterans of 
the lower limbs. Bollinger , Mahler & Gruentzig. Angiology, Vol. 22 , No. 6:354 - 363 , June J. 971 
The Reliability of True Half- Relaxation T ime (fRT) and Maximal Contr action Force (Tmax) of the Calf Muscles in 
Intermittent Claudication. Gruent zig, Schlumpf and Bollinger. Angiology, Vol. 23 , No. 7, pp. "377- 391 July/Aug . 1972 
Cardiology 
Telemetry of arterial flow in man with a dopple r ultrasonic flowmeter. Am. Jour . of Cardiology Vol. 22, July 1968 pp. 75-84 
A. Benchimol, M.D. e t al 
Cont:inuous measurements of arterial flow in man during atrial and ventric ular arrhythmias . Am. Jour. of Med . Vol. 46 , no.1 
Jan. 1969 pp . 52-63 A. Benchimol, M. D. et al 
Aortic flo w velocity in man du ring cardiac arrhythmias measured with the Dopple r ca theter-flowmeter sys te m . 
Benchimol , A. et al. Am. Hea rt J . 78:649-659, Nov. 19G9 
Transcutaneous measurement of arterial fl ow velocity with a doppler flowmeter in normal subjects and in patients with cardiac 
dysfunction . Chest, Vol. 57 , J<1n . 1970pp . 69-7 8 A. Benchimol,M.D . e ta! ,.. 
Right atrium and s uperior vena cava flow veloc ity in man measured with the doppler-cathete r flowmeter-telemetry system . 
Americru1 Journal of Med ., March 1970 pp.303- 309 -A. Benchimol , M.D. et al 
Hight atrial flow ve locity in patients wiU1 atrial septa! defect . Am. J our. of Cardiology, Vol. 25 April 1970 pp. 381-386 
A. Benchimol, i\! . D. et a l 
Radiotclt!metry of phas ic right ventric ular blood ve locity in man . Am . Jour. of Cardiology, Vol. 25 , J une 1970 pp. 649-654 
A. Benehimol, M.D. et al 
New method to measure phasic coron:iry blood velocity in man . Benchimol, A. e t a l. Am. Heart J. 81: 93-101, J an •. 1971 
Superior Mesenler ic Arte ry Blood Veloc ity in Ian During Cardiac Arrhythmias. Benchimol , Desser and Ga rtlan Jr . 
Gastrocntcrology , Vol. 62 , No . 5 , pp. %0-%7 , 1972 
Effects o f Amyl Nitrite on Coronary Artcri::tl I3looclflow Velocity in M:m. Benc hlmol. Journal of Cardiology , 
Vol. 30, pnge 327 Sept. 1972 











REFERENCES ON THE USE OF THE DOPPLER FLOWMETER (continued) 
Ultrasonic doppler auscultation of the heart with observations on atrial flutter and fibrillation. Jour. Am. Med. Vol. 204, pp.438-443 
May 6, 1968 Denis Abelson, M.D. 
Transcutaneous directional flow de tection: a preliminary report. American Heart Journal Vol. 78, No. 1 pp. 65-74 July, 1969 
Strandness, ct al. 
The use of the Dopple r ultrasonic flowrnete r during myocardial r evasculari zation. Lichti, Elkadi & Almond. 
The Journal of the Oklahoma State Me d. Assoc. Jan. 1971, pp. 7-9. 
Cardiac massage effic acy monitored by doppler ultrasonic flowmeter. A preliminary report. Lichti, Willets, et al. Missouri 
Medicine, pp. 317- 320, May, 1971. 
Evaluation of aorta-coronary bypass grafts with the Doppler ultrasonic flowmeter. Elkadi, Lichtl et al. 
Missouri Med. (in pres s) 1971 
Diagnosis of hypertrophic subaortic stenosis with a Doppler velocity flow detector. Joyner, C.R. et al. 
Ann. Intern. Med. 74:692-696, May 1971 
Directional Trans cutaneous Assessment of venous inflow. Alexander, Nippa & Folse. Amer. Heart Journal, July 1971, pg. 86. 
Surgery 
Doppler shifted ultrasound history and applications in clinical medicine. Minnesota Med., March 1969 Vol. 52, pp. 503-506 
Lt. Col. W. T. Kemmerer, et al. For reprint write t.o Lt. Col. W. T. Kemmerer, Wilford Hall USAF Hospital, Lackland AFB, Tex. 
The ultrasonic velocity de tect.or for determining vas cular patency in renal homografts. Transplantation, Vol. 8, No. 3 pp.296-298 
Sept. 1969 Strandness, et al. 
Ultrasonic flow detector value in combat vascular injuries. Lavenson, Rich & Strandness . Arch. Surg., Vol. 103, 
pp. 644-647, Novembe r 1971 
A doppler ultrasound method for dis tinguishing laminar from turbulent flow . Sigel, et al. Jour. Surg. Res. Jan. 1970 
Use of ultrasound transducer (dopple r) to localize periphe ral arteriovenous fistulae . Plastic & Reconstructive Surgery, Aug. 1970 
pp.151-154 Ors. Bingham & Lichti 
Use of an ultr asonic flowmeter (Doppler) in diagnosis and treatment of a brachia! artery occlusion. Lichti, Terry, and Ragland. 
Missouri Medicine , pp. 738 -7 39, Oc t., 1970. 
Preoper ative and postope r a tive evalua tion of the cannula tion site in patients undergoing open-heart surge ry. The use of 
the Dopple r ultrasonic flowm e ter. Elkadi, Lichtie: et a!. J. of Thoracic & Cardiovascular Surg. Vol. 61, No. 5:739-745, May 1971 
The Doppler as an aid in predicting the behavior of congenital cutaneous Hemangioma. Bingham and Licht!. 
Plastic & He constructive Surgery, Vol. 47, No . 6:580-583, June 1971 
Diagnosis and locali zation of acute va scular injury by ultra sonic doppler. Henzel, Lichti, De Weese. T he Southern Medical 
Journal, Vol. 64 , No. 7:882- 888 , July 1971 
Application of the doppler ultrasonic flowmeter in the surgical treatment of arteriovenous fistula. Stephenson and Lichti. 
The America n Surgeon, Vol. 37 , No . 9:537-538, Sept. 1971 
Doppler: A diagnostic and operative adjunct.for arteriovenous malformation. Keitzer and Lichti. Missouri Medicine 
pp. 851 - 853 , Nov. 1971 
~.:mporal a r te ry arte riovenous m alforma tion : Diagnostic workup and surgical monitor ing with a Doppler ultra sonic 
flowmeter. Keitzer and Lichti. Mis souri Med. , Vol. 68 , No. 11:851-853, Nov . 1971 
The doppler ultrasonic flowmete r in the management of the dialysis arteriovenous fistula. Stephenson 
Arch. Surg., Vol. 103, page 774, Dece mber 1971 
Arteriovenou s malforma tions of the a nte1ior mandibula r gingiva. Danie l s on, Lichti et al. Oral Surgery, Oral Medicine, 
and Oral P a thology (i n pre ss) 1971 
Use of ultrasonic blood flowmete r at s urgery to determine the effectiveness of vascular grafts . Michie and Schultz . Clin. Res., 
17:254 . 1969. 
Effects of hematocr!t upon the shift in doppler freque ncy. Michie and Cain. Proc. Soc. Exp. Biol. and Med. 
Vol. 138 , No . 3:768-77 2, Dece mbe r 1971 
Application of Doppler's e ffec t in evalua ting arteria l patency. Frede rick, W. C. et a l. New York J. Med. 69:1999-2002, July 1969 
Non-injurious ul traso nic te chnique for observing flow in the human aorta . Light, L. H. Nature (London) 224:1119-11 21 , Dec. 1969 
Experimenta l and c linical experi ence \\'ith trans cuta neous doppler ultras onic flowme te rs. Be rstein, E. F. et a l. 
Arch. Surg. (Chicago) 101:21-25 , J uly 1970 
Ultras onic dopplcr methods in blood fl ow s tudies . Trotman, R. E. Biomed. Eng . 5:-153-454 , Sept. 1970 
Use of dopplc r ult rasonic flowmctcr fo r angiogrn phy. Kobayashi, S. c t a l. Mayo Clln. Proc. 45:720-723 , Oct. 1970 
Simult.nncous compnr ison a nd en liur :tlion of the Doppler a nd ele ctronrngnc tic flow me ters . Vatner, s·. F . et a 1. 











A comparative study of electromagnetic and ultrasonic flow measurements. Lewis, J.D; et al. Br. J. Surg. 58:306-307, April 1971 
Ultrasonic blood flow measurement in haemodialysis. British Med. Journal, pp. 340-341 Feb. 7, 1970 D. Sampson,B.S.C. et al. 
Ultrasonic method for detecting rejecticn of human r enal allotransplants. The Lar.cet, Nov. 8, 1969 pp. 976-978, D. Sampson 
Transcutaneous measurement of arterial blood-velocity by ultrasound. Gosling, et al., Ultrasonics for industry 1969 conference 
papers pp.16-2 3 Dept. of Physics, Guy's Hospital Med . School London, S. E .1, England 
The ultrasonic blood velocity detector as an aid to arteriography. James & Galloway. British Journal of Radiology, 
Vol. 44, pp. 743-746 , October 1971 
Neurosurgery 
Screening for the prevention of stroke: use of a doppler flowmeter. E.C. Brockenbrough, M.D. Booklet available from us or from 
our representatives in Europe at no charge. 
Detection of carotid artery bifurcation stenosis by doppler ultrasound. J. Neurosurg., Vol. 29, Aug. 1968 pp . 143-148 
R.A. Brinker,M.D., eta!. St. Vincent's Hospital, 153W. llthSt., N.Y. N.Y.10011 
Ophthalmosonometry. An ultrasonic; method for assessing carotid blood flow. Journal of Neurosurgery, Vol. XXX, Part I, No. 3, 
pp. 238-246 March, 1969 J.C. Maroon, M.D., Div. of Neurological Surgery, Indiana U. Med . Ctr., Indianapolis, Ind. 
Internal carotid artery occlusion diagnosed by dopple r ultrasound. Stroke , Vol. 1, March- April 1970, pp. 122 -127 . J.C. Maroon, M. D. 
Accuracy of transcutaneous Doppler ultrasonics in evaluating extracranial vascular disease . Brisman, R. et al. 
Journal of Neurosurgery , Vol. 32:529-:>33 , May 1970 
The detection of carotid artery obstruction: A cor;:·elation with arteriography. Gary Wise, M. D. e t al. Stroke, Vol. 2 
pp. 105-113, March-April 1971 
Stroke on the Wrong Side. Use of the Doppler· Ophthalmic Test in Cerebral Vascular Screening. Machleder, M. D. 
and Barker, M. D. Archives of Surgery, Vol. 105, pp . 943-947 Dec . 1972 
Microbubble Detection 
Detection of minute venous air emboli with ultrasound . Surgery, Gynecology & Obstetr ics pp .1236 -1 238, Dec. 1968 Maroon, et al. 
J.C. Maroon,M.D . Dept . of Surgery, Div. of Neurological Surgery, lndianaU. Med . Ctr. Indianapolis, Ind. 
Air embolism diagnosed with ultrasound . British Jour. of Anaesthesia, Vol.24, No . 3, pp. 438-44 0, July 1969 J. Edmonds-Seat, MB, 
Nuffield Dept. of Anaesthetics, United Oxford Hospital s , England and J.C . Maroon, M. D. 
In vivo detection of circulating gas emboli associated with decompression sickness using the doppler fl ow meter. Nature (British) 
Vol. 217, No . 5132, pp. 965-967 i\'Iarch 9, 1968· Gilli s , et al. 
Detection of gas emboli assoc iated wi th deco mpress ion us ing the doppler flow meter. J ournal of Occupational Medicine Vol. II No. 5 
May 1969 Gillis, et al. 
Reprints on the above two from M. F. Gillis, D. V. M. Battelle Northwest, Battelle Memorial Institute, P. 0. Box 999, Richland, Wn. 
The use of ultrasonics in the determination of arterial aeroembolism during open-heart surgery. Thoracic surgery Vol. 8, No. 6 
Dec. 1969 pp . 489-497 Spencer, et al . 
Development of bubble s in venous and arterial blood during hyperbaric decompression. Bulletin of the Mason Clin.ic, Vol. 22, No.I 
March, 1968 M. P . Spencer, M. D. · 
Experiments on decompression bubbles in the circulation using ultrasonic and electromagnetic flowmeters. Jonr. Occupational Med ., 
11:238-2 44, May 1969 Spencer, et a l. Virginia Mason Research Ctr., 1000 Seneca St. Seatt le, Wash. 98101 
A dopple r fiowrneter for detecting ai r and other emboli, incorporating a simple method of screening against inte rference . 
Carden , E. et al. Anesthesiology 33:551 - 552, November 1970 
Microprr rticle detection during cardiopu lmonary bypass . Simmons, Lichti, Elkadi , Sauer and Almond . 
Circulation XLTI (4) Supplement IT!, October 1970 
Detection of microparticles during cardiopulmonary bypass by use of electronic devices . Simmons, E. et al. 
Mecha nical Devices for Cardiopulmonary Assis tance , Advances in Cardiology , Vol. 6, April 1971 
Detection of microemboli during cardiopulmonary bypass . Lichti , E. L . et a l. Surgery, Gynecology, and Obste trics 
(in press) 1972 
Co mpa rison of microparticles produced when different oxygenators are compared. Simmons, E. e t al. Journal of 
Thoracic and Cardiovascula r Sur ge ry (in press) 1972 
Effective measure s in the prevention of intraoperative ae roembolus. G. Hu gh Lawrence ct a l. Journal of Thoracic 
and Cardiovascu la r Surgery , St. Louis Vol . G2 , No . 5:731-735, Nove mber 1971 
Detection of circ ul a ting- bubbles in the intac t mammal. (Br iti sh ) Ultrasonics Oct . 1970 Evans & Walder 
Gas Phase Scp:n:1tion Following Decompress ion in Asymptoma tic Rats: Visual and Ultrasound Monitoring. 











REFERENCES ON THE USE OF THE DOPPLER FLOWMETER (continued) 
Blood Pressure Measure ments 
Indirect measureme nt of human blood pressure by the doppler ultrasonic technique . Surgical Forum, Amer. Col. Surg. 1967 
Vol. XVIII pp. 164 -165 Col. W.T. Kemmerer 
lntraop t:rative dopple r blood pressure me asurements in infants . Anesthesiology, Vol. 33, No . 3, Sept. 1970 pp. 361-363 
Capt. Janis, Col. Ke mme r e r & iv!aj . Kirby . Reprint requests to William T. Kemme r er , Col., USAF, MC, CMR 8, 
Box 3G!!Ol2 , Wilford Hall USAF Medical Center, Lackland AFB, Texas 78236 
Tra.n scutaneous tlopple r meas urement of blood pressure. Anesthe s iology, Vol . 31, No . l, July -Aug ., 1969 pp . 86-89, Kirby, e t a l. 
Doppler blood pre s sure me asurement in infants and s mall children. Capt . K. M. Janis et al. To be published in Ped . surg. 
Feb. ' 7l. Capt. Janis is presently at the Dept. of Ane sthesiology, U. of Florida College of Med., Gainesville, Fla. 
Nontraumatic method for meas ureme nt of blood pressure in animal s with tails . Jour. of Applied Physiology Vol. 27 , No . 2 pp. 301 - 302 
Aug . 1969 R. L. Van Citters e t al. Regional Primate Res. Ctr. U. of Wash. Seattle, Wash. 98105 
Indirect me as urement of a rteria l blood pressure by doppler ultrasonic sphygmomanome try . Jour. of Appiied Pnysiology, Vol. 25, No. 6, 
Dec. 196K pp . 793-798 H.F. Stegall 
Determination of Blood Press ure in Low-flow States by the Dopple r Technique. Anesthesiology , Vol. 34 , No . 1, Jan 197\ pp, 78- 79 
Ors . \\'alte math & Preus s. Write to us for a copy of the reprint. 
Assessm .-.:nt of Cardiovascula r Function during Opera tion us ing Doppler Technic . Waltemath M. D. and P r eus s, M. D. 
The American Surgeon, Vol. 38 , No. 6, pp. 352-354 June 1972 
Blood pressure measure ment with Dopple r ultrasonic flowmete r. Kazamias , T. M. e t a l. J. Appl. Physiol. 30 :5 85-588 , April I 9'71 
Indirec t mea surement of blood pres sur e in infants utilizing Dopple r ultrasound. Mc . Laughlin e t al. Lackland A. F. B. Texas . 
The Journal of Pediatrics Vol. 79, No . 2: 300-303, Aug. 1971 
Mcasun101ent of blood pre s sur e in infants and children by t he Doppler ultrasonic tec hnique . Antonio Hernandez et a l. 
Pediatrics \' 0 i. 48, No . 5 :788-793, Nov . 1971 
l\lan li.gement of High - Risk Pregnancy and Intens ive Care of the Neonat~ . S. Gorham Babson. 2nd Edition, 
page 238. Publi s hed by C . V. Mo sby Co . Oct . 1971 
Systolic Blood Press ure Mea surement in the Newborn Infant with the Transcutaneous Doppler Method. Rebecca T. 
Kirkland, M. D. and John L. Kirkland, M. D. Dept. of P ediatrics , Guy's Hospital , London, England. 
The Journal of P edia trics , St. Louis, Vol. 8, No . 1, pp. 52 - 56 J an. 1972 
Miscellaneous 
Comparison of ultrasonic t echniques for the de tection cf pregnancy in ewes. J our. Reprod . Fert. 1969 18 , 117-1 20 Ivan Lindahl. 
For r eprint infor mation write to Ivan Lindahl, Animal Husbandry Research Div. U. S . Dept. of Agriculture, Be ltsville , Md . 20705 
Hemodyna mic r espons es of consc ious dogs during exposure to variou s plus gx / back angle combinations. Michie . Ae ros pace Med . , 
9:883 , 1967 . 
Doppler mea surement o f vor te x V Plll blood fl ow in anima ls. Schlege l, W. A. et a l. Inv es t Ophtha l, 8 :201 - 205 , April l 96 9. 
The pe r fo rma nce of t he ultrasonic flowm ete r in complex ve locity profi le s. Gessne r, U. IEEE Trans B iomed . Engin . 
16:139 -142, April 196 9. 
A r ecording spectrog raph for ana lys ing Doppl er blood ve locity signa ls (pa rti cula rly from aortic flow) in r ea l time . 
Light, L. H. J. Physiol. (London) 20 7:42P-44 P, Apr il 1970. 
Simultaneous ~reasurement of the Systolic Blood Pressure and Heart Rate in the Ra t by a Transcutaneou s Method. 
Newman and Looker . Laborator y Animal s (1972) Vol. 6, pp. 207-211. 
Non-Invasive Tec hnique: For Deter m ining Si ze Changes of the Arteriovenous Dialys is Fi s tula . E. L. Lichti, Ph.D. 











FOREIGN P UBLICATIONS 
Diagnostik peripherer Venenerkrankungen mit Doppler-Stromungsdetektoren . De utsche Mediz inische Wochenschrift Nr. 46 
Seite 2197- 2201 Nov. 1968 Bollinger, e t al. A. Bollinger, M. D., Kantonspital Zurich - Poliklinik, Ramistrasse 100, 8006 Zurich, 
Switzerland. 
Untersuchungen des venosen Kreislaufs mit Doppler - Stromungsdetektoren: phys iologische, pathophys iologische und klinische Aspekte. 
Zentralblatt fur Phlebologie, Vol. 8, Nr . '* 1969 pp. 212 - 241 A. Bollinger und F. Mahler address given below. 
Kombinierte druck- und durchflussmessungen in de r beur teilung arterielle r durchblutungsstorungen. 
Deutsche Medizinische Wochenschrift, Nr. 19 , Seite 1039-1043, Mai 1970, A. Bollinger, et al. 
•I 
Zur dynamik des ruckstroms aus der vena femor alis. Zeitschrift fur Kreislaufforschung, Heft 11, Seiten 963-971 Nov . 1970 
A. Bollinger 
M~glichkeiten und Grenzen der qualitativen Venen -Diagnostik mit Doppler-Ultraschall (Ergebnisse Einer Blindstudie). G~ntzig, 
Bollinger und Zehender. K!in. Wschr . 49 , 24.5-251 (1971). 
Diagnosis of pe ripher a l venous disease s with a Doppler flowmeler, Bollinger, e t a l. German Med . Month ly 
14:1 89-1 93 , April 1969. 
Die Verllnde rungen de r systol!schen Knoche!a rteriendrucke nach Gefassoper at lonen gemessen mit Doppler-Ultraschal l. 
GrUntzig , Brunner, Meier und Bollinger . Schweiz . Med. Wschr. 101, Nr. 24:905 - 908 (1971) 
Doppler-Ultraschall in der angio logischen Diagnostik. Bollinger und GrUnt zig. Herz/ Kreis!., 3. Jg., Nr.1, Januar 1971 
Moderne funktionelle Untersuchungsmethoden zur Routincdiagnostik der Venenerkrankungen (Dehnungsmessstreifen -Plethysmographie 
und Doppler-Stromungsdetektor). Zentralblatt fur Phlebologie Nr . 1 1969 Dr. nned. H.J. Leu, Hirzematteli 12 , 5400 Baden, 
Switzerland. 
Some experiences with a trans cutaneous ultrasonic flow detector. Reneman, v. d. We rf, Wynia. (Utrecht, the Netherlands ) 
PflUgers Arch. Bd. 318 , Heft 3, S. 279 (1970) 
Grading dynamic capability of arterial collateral circulation. Fitz Gerald, Gos ling, and Woodcock. Lancet, pp. 66-67, Jan. 9, 1971. 
Effet doppler et bilan ang6io logique du membre inffriear. Lauliac e t Harichaux. Phl6bologie , #2 , avril-juin, 1969. 
L' applicatlon de l 'effe t Doppler a ! 'exploration cerebro-vasculaire . E. Melis-Kisman et J.M. F. Mol . 
(Rapport prelimina ire) Revue Neurologique , Tome 122, no. 6: 470-472, Paris 1970 
L'examen vasculaire par Jes ultra-sons. Van de Berg. Revue M6dicale de Liege, vol. XXVI, #5, 1971. 
Apport des Ultra-Sons dans l' Etude de la Circulation Arterielle des Membres Infer ieurs. L . Van de Berg. 
Journees Angeiologiques de langue fran~aise, Mars 1972 L'Expansion, editeur, pp . 211-215 
El efecto ultras6nico doppler como metodo diagn6stico en angiologia. Richter. Angiologia, 12: 265 - 269, Noviembre-Diciembre, 1970. 
I Pressure Treatment of P eripheral Vascular Diseases , a :ihort Historical Review. 
II Intermittent Pres sm·e Treatment of Peripheral Vascular Diseases, a survey of Six-teen Years Personal Experience. 
Selahadclin Rastgelcli . Supplementum XXVlI 1972 Opuscula Medica . 
I Ultrasound Examination of the Peripher al Venous Circulation. With special r eference to the effect of r espiration. 
II Ult r asound in the Diagnosis of Incompetent Per forating Veins . 
III Vitrasound Examinat ion for Deep Vein Thrombosis . 
IV Ankle Systolic Pres5ure in Lowe r Limb Arterioscl eros is measured by the use of an Ultrasound Flow Detector. 
Hans 0. Myhre , Surgical Dept., Aker Hospital. Journal of the Oslo City Hospitals, 1971, 21:163 - 192 
Die Beurtc ilung der Kompensation bei chronischen Arterienver schl~ ssen mit Hilfe der Ultraschall-Doppler-Me thode 
und der Venenverschlussplethysmogr aphie . Kohler, Hinger und Zalmow. Zeitschrift fur Kre is laufforschung, 
Vol. 61, No. 5: 401-412 (Band 61 , Heft 5: 401-412) 
The bibliography above is furn ished as a gene r a l r efe r e nc e li s t. Mos t of the investigato r s curre ntly use our equipment, but no t 
all cf them. 
P ARKS ELECTRONICS LABORATORY 12770 S.W. FIRST BEAVERTON, OREGON 97005 
··., 
' 
Un
ive
rsi
ty 
of 
Ca
pe
 To
wn
 
